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ABSTRACT
Wu, Ching-Chih PhD, Purdue University, December 2014. Current Steering and
Electrode Spanning with Partial Tripolar Stimulation Mode in Cochlear Implants.
Major Professors: Xin Luo and Thomas M. Talavage.
Cochlear implants (CIs) partially restore hearing sensation to profoundly deaf
people by electrically stimulating the surviving auditory neurons. However, CI users
perform poorly in challenging listening tasks such as speech recognition in noise and
music perception, possibly due to the small number of implanted electrodes and the
large current spread of electric stimulation. Although current spread may be reduced
using partial tripolar (pTP) stimulation mode, the number of electrodes may not
be sufficient to preserve fine spectral details. Here, we propose to introduce current
steering and electrode spanning to pTP mode to create additional spectral channels
for CI users. Loudness and pitch perception with steered and spanned pTP modes
were simulated using a computational model of CI stimulation and were tested in
CI users. The excitation pattern of each stimulation mode was also measured at
the physical (i.e., intra-cochlear electrical potential distribution), neural (i.e., spatial
profile of evoked compound action potential), and perceptual levels (i.e., psychophys-
ical forward masking pattern). Consistent with the model predictions, pitch-ranking
results verified the feasibility and efficacy of the proposed stimulation modes in elic-
iting distinctive pitches for CI users. Pitch increased when the centroid of excitation
pattern was shifted basally. When the centroid of excitation pattern did not move,
higher pitches were perceived for narrower excitation patterns. These results suggest
that in pTP-mode CI processing strategies, current steering and electrode spanning
may provide additional spectral channels for better coding of spectral fine structures
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1. INTRODUCTION
Cochlear implants can partially restore hearing sensation to profoundly deaf people
by electrically stimulating the remaining auditory neurons. It has been used as a
common treatment for profound hearing loss and benefited more than 324,000 people
worldwide as of December 2012 [1]. CI users can understand speech well in quiet con-
dition, but they have difficulties understanding speech in noise and appreciating mu-
sic. The spectral information encoded for only 12–22 implanted electrodes is limited
for high-level auditory processing. In addition, the most widely used monopolar (MP)
stimulation mode can generate large current spread in the fluid-filled cochlea due to
a long current pathway between an intra-cochlear electrode and an extra-cochlear
ground. The large current spread can cause neural interaction between stimulation
sites and further reduces the spectral resolution with CIs.
Recent studies have attempted to reduce channel interaction by current focusing
techniques which aim to shorten the current pathway by returning current to one or
more nearby electrodes. One example is partial tripolar (pTP) stimulation, which
returns a major proportion of the current to both flanking electrodes and the rest to
the extracochlear ground. Studies generally showed more restricted excitation pattern
for pTP than MP stimulation across auditory processing levels, but the effect was not
large especially in psychophysical studies with human subjects. Nevertheless, a speech
processing strategy using pTP mode was shown to improve speech recognition in noise
as compared to a matched MP strategy [2].
To fully explore the potential benefit of focused pTP stimulation, a few limita-
tions of pTP stimulation need to be addressed. Although spectral resolution may
be improved with pTP mode, the number of spectral channels is still limited by the
number of physical electrodes. In addition, pTP stimulation is more susceptible to a
poor electrode-neural interface such as dead regions (i.e., areas without functioning
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hair cells or spiral ganglion neurons) [3, 4]. Stimulating such channels in pTP mode
might have an adverse effect on speech recognition. Finally, when there are defective
electrodes in the implanted array, we must find another way, such as using a modified
pTP mode that avoids the defective electrode, to implement current focusing. Some
field shaping technique studied in MP mode has been shown to create additional
spectral channels (i.e., current steering) or bridge defective electrodes (i.e., electrode
spanning). Introducing these techniques to pTP mode may be useful in providing ad-
ditional spectral channels for better coding of spectral fine structures and for handling
the cochlear dead region and defective electrode contacts.
1.1 Objectives
This study proposed to combine pTP stimulation with some field shaping tech-
niques (i.e., current steering or electrode spanning) to increase the number of spec-
tral channels or replace a spectral channel that involves a defective electrode while
maintaining focused stimulation. The loudness and pitch of these experimental pTP
modes were predicted using a computational model and tested in CI users. The ex-
citation pattern of each stimulation mode was also measured at the physical (i.e.,
intra-cochlear electrical potential distribution), neural (i.e., spatial profile of evoked
compound action potential), and perceptual levels (i.e., psychophysical forward mask-
ing pattern) to study the possible cause of any associated perceptual change.
1.2 Organization
Chapter 2 will provide background information on cochlear implants and the field
shaping techniques used to improve spectral resolution (i.e., current focusing), in-
crease the number of spectral channels (i.e., current steering), and tackle defective
electrode contacts (i.e., electrode spanning). Chapter 3 investigated the pitch per-
ception of pTP mode with current steering (i.e., steered pTP mode), which aimed
to increase the number of spectral channels and provide a means to stimulate areas
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around a dead region. Results showed steered pTP mode can generate additional
spectral channels for most CI subjects. Chapter 4 investigated the mechanism by
which steered pTP stimuli elicited distinctive pitch percepts by measuring and com-
paring the excitation patterns of different steered pTP stimuli. Chapter 5 investigated
the pitch perception of pTP mode with electrode spanning (i.e., spanned pTP mode),
which aimed to maintain focused stimulation when the original pTP channel had
a defective return electrode. Results from Chapter 5 showed spanned pTP mode
was not only useful for handling defective electrodes but also adding spectral chan-
nels. Chapter 6 investigated the mechanism by which spanned pTP mode elicited
higher pitch than standard pTP mode by measuring and comparing the excitation
patterns of spanned and standard pTP stimuli at physical, neural, and perceptual
levels. Chapter 7 presented the conclusion of this research and future works.
The content in Chapter 3 and Chapter 5 has already been published in Journal
of the Association for Research in Otolaryngology ( [5] and [6], respectively).
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2. BACKGROUND
2.1 Sound Perception with Normal Cochlea
In normal hearing, acoustic signal is converted to mechanical movements of basi-
lar membrane within the cochlea. Since the basilar membrane varies in width and
stiffness along the cochlea (i.e., narrower and stiffer near the base, and wider and less
stiff near the apex), the vibration frequency which the BM is most sensitive to (i.e.,
characteristic frequency) also varies along the length of cochlea. The basal part of BM
is more responsive to higher frequency, while the apical part is more responsive to low
frequency. The motion of BM is converted to nerve signals by the sensory receptors,
inner hair cells, for higher auditory processing. The inner hair cells located on BM
are also tuned to high frequency near the base and low near the apex. This spatial
arrangement of characteristic frequency, or tonotopic organization, can be observed
throughout the auditory pathway, from cochlea, brain stem, to auditory cortex [7] [8].
2.2 Cochlear Implants
A cochlear implant (CI, Figure 2.1) is a neuroprothesis that can partially restore
hearing sensation to profoundly deaf people with sensorineural hearing loss. These
patients usually have damaged hair cells but still preserve some surviving auditory
nerves which can be electrically stimulated to transmit signal to the brain. The CI
consists of external (i.e., speech processor and transmitter coil) and internal (i.e.,
receiver/stimulator and electrode array) components. The incoming acoustic signal
is processed and transmitted from an external transmitter coil to an internal re-
ceiver/stimulator with a radiofrequency link. The receiver/stimulator converts the
received signal to electric pulses and delivers them to the implanted electrode array.
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Fig. 2.1. Cochlear Implant [9]
Figure 2.2 shows a diagram of a four-channel CI using the widely used continu-
ously interleaved sampling (CIS) [10] processing strategy. The sound received by the
microphone is filtered into four different frequency bands. The envelope of each band
is extracted by half-wave rectification and low-pass filtering, and then used to mod-
ulate biphasic pulses delivered to the corresponding electrodes, based on tonotopic
organization of cochlea.
Modern CIs use 12–22 electrodes implanted in a patients cochlea to encode speech
information. However, CI users have been shown to receive only 4–8 channels of
spectral information [12], [13]. This is likely because the commonly used monopolar
(MP) stimulation delivers current from an intracochlear electrode to an extracochlear
ground (e.g., ball electrode in Figure 2.1). Such a long current pathway can generate
a large spread of excitation and lead to strong neural interactions between channels.
The limited spectral resolution with CIs may be enough for the recognition of simple
sentences in quiet, but not for more complex materials or in noisy environments [14].
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Fig. 2.2. Diagram of a four-channel CI using the CIS (i.e., continu-
ously interleaved sampling) processing strategy. [11]
2.3 Current Focusing
Current focusing decreases the current spread of main electrode to increase the
stimulation selectivity. Unlike MP mode (Fig. 2.3a) that returns the current to an
extra-cochlear ground, full bipolar (BP) mode returns the current to an intra-cochlear
electrode (e.g., the basal flanking electrode in Fig. 2.3b) to shorten the current return
path. Further, full tripolar (TP) mode (Figure 2.3c) returns the current evenly to
two intra-cochlear flanking electrodes to limit the current spread on both sides of the
main electrode. The intra-cochlear electric field is narrower and channel interaction
is reduced with full TP stimulation compared to full BP or MP stimulation in animal
models [15], [16], [17], [18] and human CI listeners [19], [3]. With a smaller population
of excited neurons, the focused full TP stimulation requires more current to reach the
most comfortable level and sometimes cannot support full loudness growth (i.e., the
perceived loudness cannot reach the most comfortable level) within the compliance
limit of the implant, especially for patients with high electrode impedances.
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Fig. 2.3. Schematic illustration of stimulation modes with a fixed
current level I on the main electrode n. The arrowhead direction
indicates the phases of biphasic current pulses (upward: cathodic-
leading; downward: anodic-leading), while the arrow length indicates
the current level. A, B, and EG stand for apex, base, and extra-
cochlear ground, respectively. (a) Monopolar (MP) mode: the current
-I is fully returned to the EG. (b) Bipolar (BP) mode: the current -I
is fully returned to the basal or apical (not shown) flanking electrode.
(c) Tripolar (TP) mode: the current -I is split and returned evenly
to both flanking electrodes. (d) Partial tripolar (pTP) mode: only a
fraction of the current (−σ× I) is split and returned evenly to both
flanking electrodes, while the rest [−(1−σ)× I] to the EG. Note that
these plots differ in the current return pathways.
Partial tripolar (pTP) mode (Fig. 2.3d with α=0.5) was thus proposed to provide
a trade-off between current focusing and loudness growth. It returns only a fraction
(σ) of current to the intracochlear adjacent electrodes, and the rest (1 − σ) to the
extracochlear ground. The compensation coefficient σ can be varied from 0 (MP
mode) to 1 (TP mode) to regulate the spread of excitation. At equal loudness, only
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pTP mode with σ > 0.5 might have narrower spread of excitation than MP mode
in some CI users [20]. A pTP strategy with σ fixed at 0.75 did significantly improve
speech recognition in noise over a MP strategy that was matched in parameters such
as the number of main electrodes and the rate of stimulation [2]. On average, there
was no significant difference in performance with the pTP strategy and with subject’s
clinical strategies. Note that the clinical strategies may have had some advantages
over the pTP strategy, because CI users experienced the pTP strategy only acutely.
To reach the most comfortable level, the pTP strategy had to use a much longer pulse
width than clinical strategies, leading to a much lower stimulation rate and possibly
degraded temporal resolution. In addition, the most apical and basal electrodes could
not be used as the main electrodes in pTP mode, because they do not have either an
apical or a basal adjacent electrode for current return.
2.4 Current Steering
Current steering makes use of electrical interaction to stimulate neural population
located between adjacent electrodes, so that the number of frequency channels could
be increased beyond the number of physical electrodes. In the MP-mode current
steering (Fig. 2.4a), a fixed amount of current was steered between two adjacent
main electrodes. The fraction of current on the basal main electrode of the pair was
controlled by a steering coefficient α. In general, higher pitch percepts were elicited
with increasing α (i.e., more current injected to the basal main electrode). CI users
perceived on average five intermediate pitch sensations per electrode pair [21], but
their speech recognition with speech processing strategies using the MP-mode current
steering only slightly improved [22] or remained similar [23]. The large current spread
of MP stimulation may have limited the number of effective frequency channels with
MP-mode current steering.
Current steering has also been implemented in partial bipolar (pBP) mode or with
the phantom-electrode stimulation [24], which returns a fraction (σ) of current to the
9
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Fig. 2.4. Schematic illustration of current steering in MP and partial
BP (pBP). Refer to Fig. 2.3 for annotations. (a) MP-mode current
steering: two adjacent main electrodes are simultaneously stimulated
in phase with varying ratios of current level (α and 1−α on the basal
and apical electrodes, respectively). (b) pBP-mode current steering
or phantom electrode: a fraction of the current (−σ× I) is returned
to the basal or apical (not shown) flanking electrode and the rest
[−(1− σ)×I] to the EG.
basal flanking electrode (Fig. 2.4b). pBP stimulation can elicit a pitch that is lower
than the pitch elicited by its main electrode. The elicited pitch becomes lower when σ
increases (i.e., more current returned to the basal flanking electrode). However, pitch
reversal occurred for some subjects as σ neared one, possibly because the stimulation
side-lobe around the basal flanking electrode became perceptually salient. The pBP-
mode current steering can be applied to the most apical or basal electrode of a CI
to extend its range of pitch perception (e.g., eliciting a lower pitch percept than that
of the most apical electrode). The benefits of pBP-mode current steering in speech
perception are yet to be investigated.
2.5 Electrode Spanning
The spectral channel that involves a defective electrode can prevent the use of
current focusing and current steering. By delivering current to nonadjacent elec-
trodes, electrode spanning can be used to bridge a defective electrode and restore the
otherwise missing channel. Fig. 2.5a shows an example of MP-mode spanning with
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stimulating electrodes n and n+2, which was shown to generate a pitch perception not
significantly different from the elicited pitch of electrode n+1 [25]. MP-mode span-
ning can restore the intermediate spectral channel probably because their excitation
patterns had comparable center of gravity [26] or peak position [27]. By introducing
current steering to MP-mode spanning, Snel-Bongers [25] found that pitch increased
monotonically as α increased. However, with increasing electrode separation, more
current is required to maintain equal loudness, and pitch discrimination deteriorated.
Frijns [28] showed a speech processing strategy with spanning (by deactivating six
electrodes) could preserve sound quality and have similar speech perception score in
quiet as subjects clinical program.
Electrode spanning can also be implemented in BP mode, without (Fig. 2.5c) or
with current steering (Fig. 2.5d). In pBP-mode or phantom-electrode stimulation,
Saoji [24] found that increasing the electrode separation reduced current required to
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(b) Spanned MP mode with current steering




(c) Spanned BP mode
n-1 n n+1 n+2
-I
A B EG
(d) Spanned pBP mode with current steering




Fig. 2.5. Schematic illustration of electrode spanning in MP and pBP
modes (top), and electrode spanning with current steering in MP and
pBP modes (bottom).
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3. CURRENT STEERING WITH PARTIAL TRIPOLAR
STIMULATION MODE IN COCHLEAR IMPLANTS
3.1 Introduction
With focused pTP mode, CI users were more susceptible to poor electrode-neuron
interface [3], which may adversely affect the perception of certain frequency informa-
tion. Besides, the compensation coefficient σ may need optimization for different
subjects and electrodes, so that the most focused pTP stimulation with full loudness
growth could be utilized. Finally, while the stimulation on each main electrode was
narrowed by pTP mode [20], the number of physical electrodes was still not enough to
resolve fine spectral details such as the low-order harmonics of fundamental frequency,
which have been shown by [29] to be important for speech recognition in noise and
melody recognition.
In this study, current steering with focused pTP mode (Fig. 3.1) was proposed to
increase the spectral or pitch cues for CI users. With a fixed compensation coefficient
σ, steered pTP mode distributes the intra-cochlear return current to the basal and
apical flanking electrodes with a proportion of α (the steering coefficient) and 1− α,
respectively. With the basal and apical current spread limited to different degrees,
the location of the peak or centroid of the excitation pattern can be changed to elicit
different pitch percepts. The standard pTP mode (Fig. 2.3d) can be seen as a special
case of steered pTP mode with α = 0.5. When the intra-cochlear return current
is distributed to either the basal (α = 1; Fig. 2.4b) or apical flanking electrode
alone (α = 0), steered pTP mode is equivalent to pBP mode. Based on the results
of phantom electrodes [24], steered pTP mode was expected to elicit lower pitch
percepts with increasing α (i.e., more current returned to the basal flanking electrode).
Because standard pTP stimulation may be more focused than pBP stimulation, we
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also hypothesized that pitch discrimination would be better and the current required
for equal loudness would be higher with α = 0.5 than with α = 0 or 1.
A n-1 Bn n+1
+I
EG
-(1-α) x σ x I -α x σ x I -(1-σ) x I
Fig. 3.1. Schematic illustration of pTP mode with current steering
(i.e., steered pTP mode). A fraction of the current (−σ × I ) is split
and returned to the basal and apical flanking electrodes with ratios
of α and 1− α respectively, and the rest [−(1− σ)× I] to the EG.
A computational model that simulates intra-cochlear potential fields and auditory
neural response to CI stimulation [30] was used to investigate loudness and pitch
perception with steered pTP mode. Similar models have been used to study loudness
growth with standard pTP stimulation [31] and simulate current focusing and steering
in various modes [32]. Modeling studies were less time consuming than testing human
CI subjects and could provide valuable insights into human perceptual data, thanks
to their capability of adjusting specific CI factors and examining conditions that were
difficult to test in real CI users. However, a number of simplifying assumptions were
necessary for a model to be computationally tractable. It was thus important to
validate the model by other objective measures or psychophysical tests. As such,
two psychophysical experiments with CI users were also conducted to investigate
steered pTP mode. In Experiment 1, steered pTP stimuli with α from 0 to 1 on
a main electrode were balanced in loudness and then ranked in pitch. Experiment
2 compared the pitches of loudness-balanced steered pTP stimuli on adjacent main
electrodes to estimate the overlap between their pitch ranges.
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3.2 Computational Model
Fig. 3.2 depicts the model of Goldwyn [30], which simulates the spatial pattern of
neural activity along the cochlea in response to CI stimulation. The model is briefly
described here and more details can be found in [30]. In this model, the scala tympani
is simplified as a 33-mm subsection of an infinitely long cylinder with a fixed radius
of 1 mm. The resistivity of the surrounding osseous spiral lamina is about a hundred
times greater than that inside the fluid-filled scala tympani. The spiral ganglion cells
are 0.3 mm away from the scala tympani. In case of full neural survival, 330 clusters
of 100 spiral ganglion cells are evenly distributed along the cochlea (one cluster per 0.1
mm). A 16-electrode array with an inter-electrode spacing of 1.1 mm is placed in the
center of the scala tympani to simulate the HiFocus1J electrode array from Advanced
Bionics (Sylmar, CA). The most basal electrode (EL16) is 3 mm from the base of the
cochlea. The electrode-neuron distance is 1.3 mm for all electrodes. These parameters
were adapted from [30]. Real CI users would have variable neural survival [33] and
electrode-neuron distances [34], but that information was not available and thus was
not modeled for the subjects in this study. The inter-subject variability is likely
evident in the psychophysical tests.
The first step of model computation is to derive the potential field of CI electric
stimulation. For steered pTP mode, the overall potential field is thought to be the
linear sum of those of the main and flanking electrodes with the proportional current
levels shown in Fig. 3.1. In our model simulation, the compensation coefficient σ
was 0.75 and the steering coefficient α varied from 0 to 1 in steps of 0.1, similar to
those used for human subjects in Experiments 1 and 2. An activating function [35]
is defined as the second spatial derivative of the potential field and was calculated at
the midpoint of each neural cluster. The thresholds of neurons within each cluster
were approximated by a normal distribution, with the mean and standard deviation
determined from human psychophysical data [30] and animal studies [36], respec-
tively. Together, the activating function value and threshold distribution were used
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Fig. 3.2. Schematic illustration of the adapted model [30] and its pa-
rameters. The scala tympani is modeled by a 33-mm subsection of
an infinitely long cylinder with a fixed radius of 1 mm. The resis-
tivity inside the scala tympani (70 Ω·cm) is lower than that of the
surrounding osseous spiral lamina (6400 Ω·cm). A 16-electrode array
with an inter-electrode spacing of 1.1 mm is placed in the center of
the scala tympani. The most basal electrode EL16 is 3 mm from the
base of the cochlea. Spiral ganglion cells are evenly distributed along
the entire length of the cochlea and located in the spiral lamina with
a distance of 1.3 mm from the electrode array.
to calculate the number of activated neurons for each cluster. The final output of the
computational model was the number of activated neurons as a function of cochlear
position (i.e., an excitation pattern).
To simulate equal loudness with different α and to demonstrate the effect of α
on the model excitation pattern, a simplifying assumption had to be made for the
relation between loudness perception and activated neuron counts. Here, loudness-
balanced pTP stimuli with different α were assumed to activate the same number of
neurons, as in [30] and [31]. Although there was no evidence that a chosen neuron
count corresponded to a particular value on a loudness perception scale, the current
levels that activated 100 and 1000 neurons were assumed to be around the perceptual
threshold and most comfortable level, respectively.
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Fig. 3.3. The number of activated neurons (blue bars) calculated
from the computational model is displayed as a function of cochlear
position for different α (rows) and different activated neuron counts
(left column: 100; right column: 1000). Except for the main electrode
(EL8, black arrow), electrode positions are shown in dotted lines and
their numbers are labeled on top of each column. Also shown for each
excitation pattern are its bandwidth (bw: the width of excitation in
mm at 75% peak value) and the location of peak (green cross) and
centroid (red asterisk).
3.2.1 Simulated Excitation Patterns with Different α
Fig. 3.3 shows the simulated excitation patterns (blue areas) for steered pTP
stimuli, which activated a total of 100 (left column) and 1000 neurons (right column),
and were presented on the main electrode EL8 (black arrows) with α varying from 0
to 1 in steps of 0.1 (different rows). The peak (green “+”) of excitation pattern was
defined as the position of the neural cluster with the maximum number of activated











where i is the index of neural cluster, Ni is the number of activated neurons in the
ith cluster, and 0.1× i is the distance from apex for the ith cluster (note that there
was one cluster per 0.1 mm). The denominator was the total number of activated
neurons across the whole cochlea (i.e., 100 or 1000 for the assumed threshold or
most comfortable level). To quantify the spread of excitation, the bandwidth (bw) of
excitation pattern was calculated at 75% of the peak value. The following sections
will discuss the use of peak, CoG, and bandwidth of an excitation pattern to estimate
its pitch and loudness perception.
3.2.2 Simulated Equal-loudness Contours across Different α
The current levels on the main electrode (in dB re 1 µA) needed to activate a
total of 100 and 1000 neurons in the model are plotted as a function of the steering
coefficient α in Fig. 3.4. Assuming that loudness-balanced stimuli would activate the
same number of neurons, each contour in Fig. 3.4 represents an equal-loudness level
with different α (triangles and circles for the assumed threshold and most comfortable
level, respectively). Both equal-loudness contours peaked at α = 0.5 and monotoni-
cally decreased for higher or lower α. These results may be explained by the spread of
excitation with different α (Fig. 3.3). At both levels, standard pTP mode with α =
0.5 reduced current spread on both the apical and basal sides to a similar degree and
created a narrow excitation pattern centered on the main electrode. As α approached
0 or 1, the stimulation mode became more like pBP and current spread was more lim-
ited on one side of the main electrode than on the other side. The broader excitation
patterns for α around 0 or 1 (as indicated by the greater bandwidths of excitation)
thus required less current to achieve equal loudness. The two equal-loudness contours
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Fig. 3.4. Current levels (in dB re 1 µA) required to activate a total of
100 and 1000 neurons (open triangles and solid circles, respectively)
in the model as a function of the steering coefficient α. The current
levels that activated a total of 100 and 1000 neurons were assumed
to be around the perceptual threshold and most comfortable level,
respectively.
were parallel to each other, suggesting that the loudness growth and dynamic range
were similar across α.
3.2.3 Simulated Pitch Changes with α on Adjacent Main Electrodes
Fig. 3.5 shows the simulated place-pitch changes with α in steered pTP mode.
The peak (top row) and CoG (bottom row) of excitation pattern at the assumed
threshold (triangles) and most comfortable level (circles) are shown against different
α on EL8 (left column) and EL7 (right column). Note that in the simplified model,
the peak and CoG curves for EL7 were identical to those for EL8 but shifted to the
apex by 1.1 mm (i.e., the inter-electrode spacing). When α increased from 0 to 1, the
peak of excitation only shifted 0.3 mm to the apex at both levels, while the CoG of
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Fig. 3.5. Peak (top row) and center of gravity (CoG; bottom row) of
simulated excitation pattern for various α on EL8 (left column) and
EL7 (right column) with a total of 100 (triangles) and 1000 activated
neurons (circles). Due to model simplification, the peak and CoG
curves for EL7 were identical to those for EL8 but shifted to the apex
by the inter-electrode spacing. For the two adjacent main electrodes,
their excitation peaks did not overlap, while their CoGs of excitation
overlapped with each other as indicated by the horizontal dashed lines
in the bottom row.
excitation greatly shifted about 1.5 and 2.5 mm at the assumed threshold and most
comfortable level, respectively. Close inspection of Fig. 3.3 reveals that returning
more current to the basal flanking electrode (and less to the apical one) reduced the
basal current spread but increased the apical current spread, leading to an apical shift
of the overall excitation pattern. Therefore, if place pitch is mostly determined by
the CoG of excitation, CI users would perceive lower pitches for higher α, and the
pitch changes with steered pTP mode would be more salient at higher stimulation
levels. Another effect that can be observed in Fig. 3.5 was that the CoG of excitation
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at the assumed most comfortable level shifted more rapidly with the same α step of
0.1 when α was around 0.5, indicating better pitch discrimination for more focused
pTP stimuli with α around 0.5 than for less focused pBP stimuli with α around 0 or
1. However, this effect was level dependent as the CoG of excitation at the assumed
threshold shifted more linearly with α from 0 to 1.
The overlap of pitch ranges between adjacent main electrodes can be predicted by
comparing the left and right columns of Fig. 3.5. Although the peaks of excitation
for EL7 and EL8 were well separated, their CoGs of excitation greatly overlapped
with each other. The pitch overlap estimated by the CoG of excitation was greater at
the assumed most comfortable level than at the approximate threshold, as indicated
by the horizontal dashed lines connecting Fig. 3.5c and 3.5d. At the assumed most
comfortable level, the lowest pitch on EL8 with α = 1 would be similar to the middle
pitch on EL7 with α ≈ 0.6, and the highest pitch on EL7 with α = 0 would be similar
to the middle pitch on EL8 with α ≈ 0.4.
These model predictions of loudness and pitch perception were next tested with
human CI subjects, using the same steered pTP stimuli but only at the most comfort-
able level. Although the modeling showed interesting results near threshold, related
results in human listeners are difficult to obtain due to the time and strain associated
with listening to stimuli that are barely audible.




Four post-lingually (S1, S2, S4, and S6) and two pre-lingually deafened (S3 and
S5) adult CI users participated in Experiment 1. Table 3.1 shows their demographic
details and sentence recognition scores obtained during the most recent clinical visit.
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Percent correct scores for the Hearing in Noise Test (HINT) sentences in quiet at 60
dB SPL were available for all subjects except S5, who only had scores for the City
University of New York (CUNY) sentences. Only users of the Advanced Bionics HiRes
90K implant were recruited because this device can stimulate multiple electrodes
simultaneously and allows for the delivery of pTP stimulation. All subjects used the
HiFocus1J electrode array with an electrode spacing of 1.1 mm, as simulated in the
computational model. This study was reviewed and approved by the Purdue IRB
committee. All subjects provided informed consent and were compensated for their
participation.
All experimental stimuli were delivered to CI subjects using the Bionic Ear Data
Collection System (BEDCS; Advanced Bionics, Sylmar, CA). As defined in Fig. 3.1,
when current I was applied to the main electrode ELn, −α × σ × I was returned
to the basal flanking electrode ELn+1, while −(1 − α) × σ × I was returned to the
apical flanking electrode ELn-1. The compensation coefficient σ was selected using
the method described in the next section, while the steering coefficient α ranged from
0 to 1 in steps of 0.1. For brevity, pTPELn,α=α1 denotes a steered pTP stimulus on the
main electrode ELn with α equal to α1. Pulse trains were 300 ms long with 1000 pulses
per second. The symmetric biphasic pulses (226 µs/phase) were cathodic-leading on
the main electrode and anodic-leading on the flanking electrodes. The 226-µs phase
duration was longer than those used in the clinic and was chosen to help achieve
full loudness growth (up to the upper loudness limit) for pTP stimulation within
the compliance limit of the implant (i.e., the voltage on each electrode should be
lower than 8 V and the surface charge density should be lower than 100 µC/cm2 [24].
To investigate performance variation across the electrode array, steered pTP stimuli
on the apical (EL4), middle (EL8), and basal (EL12) main electrodes were tested.
Stimuli on EL12 were not tested for S3 since EL11 to 16 were deactivated in her
clinical speech processor. S5 was also not tested on EL12 after she failed in the
attempts to balance loudness for several α values on EL12 within the compliance
limit of the implant (see the procedure in the loudness balancing section).
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Determining the Compensation Coefficient σ
For each tested main electrode ELn, the highest compensation coefficient σ that
allowed for full loudness growth within the compliance limit was chosen. This σ value
was expected to keep the overall excitation patterns of pTP stimuli as focused as
possible and result in steered pTP mode with the greatest shift and the least channel
interaction. During the search for the highest possible σ, the steering coefficient α was
fixed at 0.5. Based on model predictions (Fig. 3.4), for a given σ, pTPELn,α=0.5 would
have the most focused excitation pattern and require the most current to reach the
upper loudness limit among all pTPELn,α=0,0.1,...,1. Therefore, if full loudness growth
was achieved for α = 0.5 within the compliance limit, it should also be possible for
the other α values. Loudness growth for each tested σ was measured using a clinical
10-point scale from 1 (“just noticeable”) to 10 (“too loud”). Starting from a sub-
threshold level, the current level was increased in 8-µA steps until loudness level 9 on
the scale (“upper loudness limit”) was perceived or the implant compliance limit was
reached.
The binary search algorithm [37] was used to speed up the search for the highest
possible σ. The initial search range for σ was [0, 1] and σ = 1 (i.e., the most focused
full TP mode) was tested first. If the upper loudness limit could be reached within the
compliance limit for σ = 1, the search stopped with an output of σ = 1. Otherwise,
the midpoint of the initial search range (i.e., σ = 0.5) was tested. If the upper
loudness limit could be reached within the compliance limit for σ = 0.5, the search
range for σ was limited to the higher half [0.5, 1]. Otherwise, the search range for σ
was limited to the lower half [0, 0.5]. The midpoint of the reduced search range was
then tested. This search continued in a similar fashion until the size of the search
range was reduced to 0.05 (i.e., the search result had a precision of 0.05). The output
of σ was then applied to steered pTP stimuli with different α on the same main
electrode. With the found σ, full loudness growth was indeed achieved for each α
within the compliance limit, except for several α values on EL12 of S5. The dynamic
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range (DR) from loudness level 1 (defined as T-level) to 9 (defined as C-level) was
measured using the method described above.
Loudness Balancing across Different α
On each main electrode ELn, pTP stimuli with different α from 0 to 1 in steps
of 0.1 were loudness balanced to avoid loudness effects on the next pitch-ranking
tests. The reference stimulus was pTPELn,α=0.5 at the most comfortable level (M-level:
loudness level 6 during the DR measurement), while the target stimulus was pTPELn,α
with α 6= 0.5. Different α values were tested separately in a random order. As
mentioned above, α = 0.5 was predicted to require the most current for M-level among
all current steering coefficients for steered pTP stimuli. Therefore, using pTPELn,α=0.5
as the reference would leave a greater range of current adjustment for the target, so
as to improve the reliability of loudness balancing. A two-alternative, forced-choice
(2AFC), double-staircase procedure [38] was used to balance the loudness of the
target and reference. A 2-down/1-up and a 2-up/1-down adaptive sequence were
randomly interleaved. In each trial, the reference and target stimuli were presented
in a random order. Subjects were asked to choose the louder stimulus regardless of
possible pitch and timbre differences. The target current level on the main electrode
was adjusted based on subject response using the corresponding adaptive rule and
was always limited within the compliance limit. The current level step size was 20 µA
for the first four reversals and 12 µA thereafter. Each sequence was terminated after
12 reversals or 60 trials, and the average current level over the last eight reversals and
across the two sequences was the loudness-balanced level for the target stimulus. If
the number of reversals in a sequence was less than eight after 60 trials, the attempt
to balance loudness for the target stimulus failed.
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Pitch Ranking of Steered pTP Stimuli
On each main electrode ELn, a 2AFC task was used to compare the pitches of 10
consecutive pairs of loudness-balanced steered pTP stimuli with a 0.1 interval in α,
ranging from 0 to 1. In each trial, a stimulus pair (e.g., pTPELn,α=0.2 vs. pTPELn,α=0.3)
was randomly chosen and the stimuli in this pair were presented also in a random
order. Amplitude roving of ±0.5 dB was applied to all stimuli to further reduce
possible loudness effects. The task of the subject was to indicate which stimulus had
higher pitch. Subjects were allowed to repeat the stimuli as many times as desired
before responding. No feedback was provided as to the correctness of each response,
because pitch reversals could occur when the side-lobes around the flanking electrodes
became perceptually salient [24]. Twenty trials of each stimulus pair were tested in
a run and data from two runs were averaged. For α = 0.1, 0.2, . . . , 1, the percentages
that pTPELn,α was judged as higher in pitch than pTPELn,α−0.1 were recorded and
converted to d’ values [39] to indicate the perceptual distance or sensitivity index
between steered pTP stimuli with an α interval of 0.1. The overall cumulative d’
calculated by successively summing the d’ values from α = 0.1 to α = 1, could be
used to estimate the overall pitch changes on a main electrode in steered pTP mode.
3.3.2 Results
Subject- and Electrode-specific Compensation Coefficient σ
Fig. 3.6 shows the highest possible compensation coefficient σ that allowed for full
loudness growth within the compliance limit for each subject on the three main elec-
trodes. A one-way repeated-measures (RM) analysis of variance (ANOVA) revealed
no significant effect of electrode on the highest possible σ (F2,8 = 0.17, p = 0.85).
The variation of σ across the three electrodes of each subject was usually 0.05 (i.e.,
equal to the minimum step for σ search), except for S2 who had a variation of 0.1. In
contrast, the highest possible σ varied greatly from 0.6 to 0.9 for different subjects.
24
Fig. 3.6. Compensation coefficient σ for individual subjects (different
symbols and line types) across the apical (EL4), middle (EL8), and
basal (EL12) main electrodes.
Dynamic Range between T/C Levels
Fig. 3.7 shows the DRs (dynamic ranges, denoted by shaded area) between T-
(thresholds, denoted by upward triangles) and C-levels (upper loudness limits, de-
noted by downward triangles) on each main electrode as a function of the steering
coefficient α. All current levels are in dB re 1 µA. The applied compensation co-
efficient σ is also included in each plot. Two-way RM ANOVAs were performed to
analyze the effects of electrode and α on T/C levels and DRs, respectively. Both T-
levels and DRs were not significantly affected by either electrode (F2,8 = 3.71, p = 0.07
for T-levels; F2,8 = 2.89, p = 0.11 for DRs) or α (F10,50 = 0.87, p = 0.57 for T-levels;
F10,50 = 0.11, p = 1.00 for DRs). However, C-levels were significantly affected by
both electrode (F2,8 = 9.19, p = 0.01) and α (F10,50 = 2.11, p = 0.04). There was no
significant interaction between electrode and α for T-levels (F20,80 = 0.09, p = 1.00),
C-levels (F20,80 = 0.33, p = 1.00), and DRs (F20,80 = 0.14, p = 1.00). Post-hoc t-tests
with Bonferroni correction showed that C-levels were only significantly higher on EL8
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than on EL4 (p = 0.01), but not significantly different between any α pair. Future
examination of neural survival and imaging of electrode placement may help explain
the increased C-levels on EL8. Also note that, T/C levels of steered pTP stimuli were
only measured on three main electrodes, which did not explore the possible threshold
variation across the electrode array as shown in [19].
Equal-loudness Contour at M-level
Fig. 3.7 also shows the equal-loudness contours at the most comfortable level (M-
level, denoted by circles) for individual subjects and electrodes. As can be seen, M-
levels were well above T-levels but close to C-levels. In a few cases (e.g., pTPEL8,α=0.7
for S2 and pTPEL12,α=0.9 for S6), the M-level obtained from loudness balancing across
α even exceeded the C-level obtained from loudness growth within α, most likely due
to their different methods of measurement (i.e., method of adjustment for M-level and
method of limits for T/C levels). The patterns of equal-loudness contours at M-level
varied across subjects and electrodes. For EL12 of S2 and all electrodes of S4 and S5,
the M-level contours peaked at α around 0.5 and decreased toward both ends at α
equal to 0 or 1. For EL8 of S2 and EL4 and EL12 of S6, the M-level contours peaked
at α around 0 or 1 and decreased toward the other end. For the other electrodes
including those of S1 and S3, the contours of M-level were relatively flat. A two-way
RM ANOVA revealed significant effects of both electrode (F2,8 = 18.22, p = 0.001)
and α (F10,50 = 3.43, p = 0.002) on M-levels. Electrode and α did not significantly
interact with each other (F20,80 = 0.70, p = 0.82). Post-hoc Bonferroni t-tests showed
that M-levels were significantly higher on EL8 than on EL4 (p = 0.004) and EL12
(p = 0.002), a pattern similar to that of C-levels. As α varied, M-levels were only
significantly higher for standard pTP mode with α = 0.5 than for pBP mode with
α = 0(p = 0.03)or1(p = 0.05). Unlike T/C levels, M-levels were carefully loudness
balanced across α using the adaptive procedures and thus may better reflect the













































































































































































































































































































































Fig. 3.7. Thresholds (T-levels: upward open triangles), upper
loudness limits (C-levels: downward open triangles), and loudness-
balanced most comfortable levels (M-levels: solid circles) as a func-
tion of the steering coefficient σ for individual subjects (different rows)
and main electrodes (different columns). The dynamic ranges between
T/C levels are shown as the shaded areas. All current levels are in dB
re 1 µA. The applied compensation coefficient σ is included in each
plot.
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Pitch Ranking of Steered pTP Stimuli
Pitch-ranking results (i.e., the percentages that pTPELn,α was judged as higher
in pitch than pTPELn,α−0.1, where α = 0.1, 0.2, . . . , 1) were converted to d’ values,
which are shown in Fig. 3.8 as a function of α (gray circles), with the ordinate for d’
labeled on the right. Also shown in Fig. 3.8 are the cumulative d’ functions (black
circles with the ordinate labeled on the left) across subjects and electrodes. The
cumulative d’ started from 0 at α = 0 and was the summation or running total of
successive d’ values with increasing α. The cumulative d’ at α = 1 was called the
overall cumulative d’ and would be used to derive the number of discriminable pitch
steps on a main electrode later.
Positive d’ values indicate higher pitches for higher α (with percentages > 50%),
while negative d’ values indicate lower pitches for higher α (with percentages < 50%).
The d’ values shown in Fig. 3.8 had a mean of -0.56 and a standard deviation of 0.73,
which suggests that for the tested electrodes and α, the perceived pitch of pTPELn,α
was usually lower, but occasionally similar or higher, than that of pTPELn,α−0.1.
This somewhat agrees with the model prediction that higher α pushes the excitation
pattern to the apex and results in lower pitch percepts. A two-way RM ANOVA
performed on the d’ values showed a nearly significant effect of α (F9,45 = 2.03, p =
0.06), but not of electrode (F2,8 = 0.62, p = 0.56), or their interaction (F18,72 =
0.68, p = 0.81).
Since the d’ values were mostly negative or close to zero, the cumulative d’ was in
general a monotonic decreasing function of α for most subjects except S2 and S3. Fig.
3.8 also shows that for some of the tested electrodes (e.g., EL4 and EL8 of S1, EL4
and EL12 of S4), the cumulative d’ function decreased faster in the middle than at the
two ends of α. However, as revealed by the above analysis of the d’ values, the change
in cumulative d’ with a 0.1 interval in α was not significantly different across α. The
overall cumulative d’ (i.e., the cumulative d’ at α = 1) ranged from -0.74 to -14.42
for different subjects and electrodes with a mean of -7.44. The overall cumulative
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d’ can be converted to the number of discriminable pitch steps when divided by a
d’ threshold corresponding to the just-noticeable-difference in pitch [40]. Using the
same d’ threshold (1.16 or 79.4% correct in a 2AFC task) as in previous studies
such as [21], it was found that steered pTP mode created on average six pitch steps
on a main electrode in this study. A one-way RM ANOVA revealed no significant
effect of electrode (F2,8 = 0.17, p = 0.85) on the overall cumulative d’, indicating
similar pitch changes with steered pTP stimuli on different main electrodes. The
compensation coefficient σ (shown in each plot of Fig. 3.8) was not correlated with
the overall cumulative d’ (r2 = 0.11, p = 0.22), thus the variable pitch changes across
subjects cannot be explained by different degrees of current focusing. Instead, the
inter-subject variability in pitch changes may be partially due to different onsets of
hearing loss, which can result in different degrees of neural survival. The two pre-
lingually deafened subjects (S3 and S5) did have poorer pitch discrimination and less
overall cumulative d’.
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Fig. 3.8. Cumulative d’ from α = 0 (black circles; left ordinate)
and d’ values between adjacent α (gray circles; right ordinate) for
pitch ranking as a function of the steering coefficient α for individual
subjects (different rows) and main electrodes (different columns). The
applied compensation coefficient σ is shown in each plot.
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3.3.3 Discussion
Experiment 1 tested loudness and pitch perception with steered pTP mode on
three main electrodes. Although variable across subjects and electrodes, the loudness-
balancing data confirmed the hypothesis that steered pTP stimuli with α = 0.5
required more current to achieve equal loudness than stimuli with α = 0 or 1. As
expected, lower pitches were generally perceived with increasing α in the pitch-ranking
tests. However, there was no clear evidence that pitch discrimination with steered
pTP mode was better for α around 0.5 than for α around 0 or 1, except for some
subjects and electrodes.
Subject- and Electrode-specific Compensation Coefficient σ
The highest possible σ values found for individual subjects were in a range (> 0.6)
that has been shown to generate narrower excitation patterns than σ = 0 (MP stim-
ulation) with equal loudness [32], and thus should be able to support more effective
current steering. Previous studies of pTP mode [41] [31] [23] did not attempt to find
the highest possible σ and only tried σ values of 0.25, 0.5, or 0.75, which may have
underestimated the benefits of current focusing to CI users. Assuming that higher σ
values would improve speech perception with more focused stimulation, our results
suggest that finer adjustments of σ may be necessary for individual CI users, but not
for individual electrodes within each patient. Although it may still be time consum-
ing, our method for searching the highest possible σ can be useful for such fitting
optimization of pTP-mode processing strategies.
Inconsistent Patterns of Various Loudness Contours
Measurements of T/C levels for individual subjects and electrodes (Fig 3.7) did
not show consistent patterns across α as in model predictions (3.4), possibly due to the
susceptibility of focused pTP stimulation to variable local electrode-neuron interface,
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which was not simulated in the basic model. Also note that the model levels across
α were simply assumed to generate equal loudness with the same total number of
activated neurons, which may or may not be a valid hypothesis. On the other hand,
the measured T/C levels were also not strictly loudness balanced across α using the
adaptive procedure because loudness perception at these two levels was either too
weak or too strong to be tested. Bierer [19] found significantly higher thresholds for
full TP stimulation (σ = 1, α = 0.5) compared to full BP stimulation (σ = 1, α = 0)
across the whole electrode array. However, similar T-levels were found for standard
pTP (σ < 1, α = 0.5) and pBP modes (σ < 1, α = 0 or 1) in this study. The
smaller σ or less proportion of intra-cochlear return current may have reduced the
T-level differences between standard pTP and pBP modes. Our results also did not
show evidence that standard pTP mode would generate larger DRs than pBP mode,
at least for the tested σ. The similar DRs across α had implications for a quick yet
efficient fitting of steered pTP mode. For example, the DR measured for α = 0.5 can
be used to estimate the C levels for the other α from the corresponding T levels.
Somewhat similar to model predictions (3.4), the equal-loudness contours at M-
level (3.7) for S2, S4, and S5 exhibited higher current requirement for α around 0.5
than for α around 0 and 1, supporting the hypothesis that more focused stimulation
of standard pTP mode requires more current to achieve equal loudness than pBP
stimulation. For S6, the peaks of M-level contours shifted to α = 0 or 1. It is possible
that her neural survival was poorer and/or her electrode-neuron distance was longer
around one of the flanking electrodes. Thus more current was required for pBP mode
with α = 0 or 1, which had a side-lobe of excitation near the apical or basal flanking
electrode, respectively. The relatively flat M-level contours of S1 and S3 may have
been visually compressed because the y-axis of 3.7 was scaled to show the complete
DRs. It also happened that the compensation coefficients σ of S1 and S3 were smaller
than those of the other subjects. The variation of M-level contour, quantified by the
difference between the maximum and minimum M-levels of each contour, was indeed
positively correlated with σ across all subjects and electrodes (Pearsons correlation:
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r2 = 0.66, p < 0.001). The moderate correlation suggests that at least for some tested
electrodes, higher σ of steered pTP mode required more variable current levels to keep
equal loudness perception with different α.
Variable Pitch-ranking Results across Electrodes and α
Fig. 3.8 shows that in general, subjects perceived lower pitches when α increased
from 0 to 1, and their pitch discrimination was not better with any specific α value.
The lack of significant difference in d’ values between α = 0.5 (standard pTP mode)
and α = 0 or 1 (pBP mode) was not consistent with the simplified model predictions.
Again, the different local electrode-neuron interfaces of individual electrodes may be
a major factor underlying the irregular d’ functions. Besides, the α step of 0.1 may
have been too small for some subjects to reliably rank the pitches of consecutive pairs
of steered pTP stimuli and this floor effect may have contributed to the variable d’
values. A larger α step (e.g., 0.2) may help ease the task of pitch ranking and better
estimate the d’ values, especially in cases where performance was near chance (i.e.,
d’ close to 0).
The variable pitch-ranking results also exhibited pitch reversals (i.e., higher rather
than lower pitches with increasing α), which occurred most often for S2. Pitch rever-
sals with steered pTP mode did not necessarily occur around α = 0 or 1, and thus
were not caused by the perceptually salient side-lobe around the return electrode as
in pBP mode or phantom electrode [24]. It is also unlikely that such pitch reversals
were due to the ±0.5-dB amplitude roving used in the pitch-ranking tests, because
the added random loudness changes across trials should not have consistently reversed
pitch ranking. To examine S2’s susceptibility to amplitude roving, she was retested
on EL8 without amplitude roving. The results (right panel in Fig. 3.9) did show
improved pitch discrimination (or greater negative d’ values) between consecutive
pairs of steered pTP stimuli than those with amplitude roving (left panel). However,
even without amplitude roving, pitch reversals still occurred for different α than with
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amplitude roving, showing inconsistent pitch judgments. Future measurements of the
actual excitation patterns may be necessary to explain the cause of pitch reversals in
steered pTP mode.
Fig. 3.9. Pitch-ranking results of subject S2 on EL8 with or without
amplitude roving.
Comparison with Phantom Electrodes
Due to the different working principles (i.e., varying the proportion of current
on return or main electrodes), the proposed pTP-mode current steering may not be
directly comparable with monopolar- or quadrupolar-mode current steering (e.g., [21]
[42]). However, it is worth comparing the present results with those of phantom
electrodes proposed by [24]. Phantom-electrode stimuli were indeed pBP stimuli
with a basal return electrode or pTPELn, α=1 in this study. Instead of varying the
steering coefficient α, Saoji [24] varied the compensation coefficient σ to control the
proportion of current returned to the basal electrode. Similar to our results, their
subjects also perceived lower pitches for higher σ (or with more current returned to the
basal flanking electrode). However, when σ was 0.6 or higher, many of their subjects
were affected by the perceptually salient side-lobe and perceived higher instead of
lower pitches for higher σ (i.e., pitch reversals). In contrast, as mentioned above, the
side-lobe effect cannot explain the pitch reversals observed with steered pTP mode
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in this study. The overall pitch changes created by phantom electrodes were actually
similar to those of steered pTP mode. [24] only tested phantom electrodes with the
basal return electrode and the overall cumulative d’ (from σ = 0 to the highest σ
without pitch reversals) ranged from -2 to -5 for their subjects. If phantom electrodes
with the apical return electrode were similarly perceived, the overall cumulative d’
would presumably double and match well with those of steered pTP mode in this
study.
3.4 Experiment 2: Pitch ranking on steered pTP stimuli on adjacent
main electrodes
Experiment 1 tested the relative pitch changes with steered pTP stimuli on a main
electrode and found that, in general, pitch monotonically decreased as the steering
coefficient α increased from 0 to 1. To implement steered pTP mode along the elec-
trode array, it is important to know if the pitch ranges of adjacent main electrodes
both in steered pTP mode would overlap. To answer this question, pitch was com-




Subjects S1, S4, and S6 from Experiment 1 participated in Experiment 2. These
subjects had relatively better pitch discrimination and hardly any pitch reversals with
steered pTP mode on EL8 in Experiment 1. Their well-perceived pitch ranges from
α = 0 to α = 1 on EL8 and EL7 could thus be reliably compared using the following
procedure. Stimuli were the same as those defined in Experiment 1.
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Loudness Balancing and Pitch Ranking between EL7 and EL8
Loudness balancing and pitch ranking of steered pTP stimuli on EL7 were first
tested using the same procedure as in Experiment 1, except that the stimuli on EL7
(i.e., pTPEL7,α=0, pTPEL7,α=0.1, . . ., pTPEL7,α=1) were loudness balanced to pTPEL8,α=1
at M-level. These tests aimed to confirm that pitch changed in a similar fashion (i.e.,
lower pitches for higher α) with steered pTP stimuli on both EL7 and EL8.
Based on the tonotopic organization of cochlea, the pitch range on EL8 (from α
= 0 to α = 1) was expected to be higher than that on EL7. To determine if there was
overlap between the two pitch ranges, the lowest pitch on EL8 elicited by pTPEL8,α=1
was compared with the various pitches on EL7, while the highest pitch on EL7 elicited
by pTPEL7,α=0 was compared with the various pitches on EL8. If the lowest-pitch
stimulus on EL8 (pTPEL8,α=1) was perceived as higher in pitch even than the highest-
pitch stimulus on EL7 (pTPEL7,α=0), then the two pitch ranges did not overlap.
Otherwise, it was possible to find a stimulus on EL7 (pTPEL7,α=α1) that was pitch-
matched to pTPEL8,α=1 and a stimulus on EL8 (pTPEL8,α=α2) that was pitch-matched
to pTPEL7,α=0. In other words, the pitch range between pTPEL8,α=α2 and pTPEL8,α=1
overlapped with that between pTPEL7,α=0 and pTPEL7,α=α1. Also, with matched pitch
percepts, pTPEL7,α=α1 indicated the apically shifted excitation of pTPEL8,α=1 , while
pTPEL8,α=α2 indicated the basally shifted excitation of pTPEL7,α=0.
Pitch ranking was tested using the same 2AFC task as in Experiment 1. In
one test, the reference was pTPEL8,α=1 and the signal was randomly selected from
pTPEL7,α=0, pTPEL7,α=0.1, . . ., and pTPEL7,α=1. In the other test, the reference was
pTPEL7,α=0 and the signal was randomly selected from pTPEL8,α=0, pTPEL8,α=0.1, . . .,
and pTPEL8,α=1. In each trial, the reference and signal were presented in a random
order and the subject had to judge which stimulus was higher in pitch. Amplitude
roving of ±0.5 dB was applied to all stimuli to reduce possible loudness effects. All
stimulus pairs were repeated 20 times in a run and data from two runs were averaged
to obtain the percentages that the signals were perceived as higher in pitch than the
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reference. These scores were fitted with a sigmoid function to estimate the signal that
was pitch-matched to the reference.
3.4.2 Results
The cumulative d’ for pitch ranking on EL7 is plotted as a function of α in the
right column of Fig. 3.10. Similar to that on EL8 (obtained from Experiment 1 and
re-plotted in the left column), the cumulative d’ on EL7 generally decreased as more
current was returned to the basal flanking electrode, or when α increased. The overall
cumulative d’ (i.e., the cumulative d’ at α = 1) on EL7 was also similar to that on
EL8 for each subject. Also note that the highest possible compensation coefficient
σ that allowed for full loudness growth within the compliance limit of the implant
was identical on the two adjacent main electrodes, as shown in the upper right corner
of each plot. This may indicate that for these selected subjects, the adjacent main
electrodes EL7 and EL8 had similar neural survival, electrode-neuron distances, and
impedances.
Fig. 3.11 shows the pitch-ranking data between steered pTP stimuli on EL7 and
EL8. The left column shows the percentages that signals on EL7 were judged as higher
in pitch than the reference pTPEL8,α=1, while the right column shows the percentages
that signals on EL8 were judged as higher in pitch than the reference pTPEL7,α=0.
As shown in the left column, the lowest pitch on EL8 elicited by pTPEL8,α=1 fell in
the middle of the pitch range on EL7 (i.e., higher than the pitch of pTPEL7,α=1 but
lower than that of pTPEL7,α=0). Similarly, in the right column, the highest pitch on
EL7 elicited by pTPEL7,α=0 also fell in the middle of the pitch range on EL8 (i.e.,
higher than the pitch of pTPEL8,α=1 but lower than that of pTPEL8,α=0). The only
exception was that S6 did not reliably perceive pTPEL7,α=0 as lower in pitch than
pTPEL8,α=0. Nevertheless, the results suggest that the pitch ranges of adjacent main
electrodes did overlap with each other. Each S-shaped psychometric function in Fig.
3.11 was fitted with a 3-parameter sigmoid function:
38
Fig. 3.10. Cumulative d’ from α = 0 for pitch ranking on EL8 (left
column; data from Experiment 1) and EL7 (right column) as a func-
tion of the steering coefficient α for subjects S1, S4, and S6. The
applied compensation coefficient σ is included in each plot. The pitch-
ranking results between the two adjacent main electrodes (shown in
Fig. 3.11) were used to determine their overlapped pitch ranges, which
are aligned with each other along the ordinate and connected by the
dashed lines. The interval of α for the overlapped pitch range is also
indicated by the horizontal line at the bottom of each plot.
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Fig. 3.11. Pitch-ranking results between EL7 and EL8 for subjects
S1, S4, and S6. The left column shows the percentages that signals
on EL7 (pTPEL7,α=0,0.1,...,1) were judged as higher in pitch than the
lowest-pitch reference on EL8 (i.e., pTPEL8,α=1). The right column
shows the percentages that signals on EL8 (pTPEL8,α=0,0.1,...,1) were
judged as higher in pitch than the highest-pitch reference on EL7 (i.e.,
pTPEL7,α=0). The solid curves show the best-fit sigmoid functions for
the data (solid circles), with the function parameters indicated in each
plot. The dashed lines correspond to 50% responses on the function








where y is the percentage that the signal was judged as higher in pitch than the
reference and x is the α of signal. The best-fit sigmoid functions (all with r2 > 0.94
and p < 0.005) are shown by solid curves and the corresponding parameters are
included in each plot. The parameter B was in inverse proportion to the slope of
the function. The parameter A represented the highest percentage of the function
and was near 100 except for S6 with the reference pTPEL7,α=0. When A was 100,
the parameter x0 represented α of the signal that was pitch-matched to the reference
(i.e., with 50% responses in pitch ranking). For S6 with the reference pTPEL7,α=0, α
of the pitch-matched signal on EL8 was calculated by solving for x with y equal to
50% responses in the best-fit sigmoid function.
Take S4 for example. Her x0 parameters showed that pTPEL7,α=0 was pitch-
matched to pTPEL8,α=0.52, while pTPEL8,α=1 was pitch-matched to pTPEL7,α=0.61.
In other words, the pitch range between pTPEL8,α=0.52 and pTPEL8,α=1 overlapped
with that between pTPEL7,α=0 and pTPEL7,α=0.61. The overlapped pitch range was
indicated in the second row of Fig. 3.10 by aligning pTPEL7,α=0 with pTPEL8,α=0.52
and pTPEL8,α=1 with pTPEL7,α=0.61 along the ordinate. The interval of α for the
overlapped pitch range was also indicated by the horizontal line at the bottom of each
plot. The cumulative d’ was calculated within the overlapped pitch range and was
similar on EL7 (-7.97) and EL8 (-7.69). Similar results were found for S6. However,
for S1, the cumulative d’ of the overlapped pitch range was less on EL8 (-6.77) than
on EL7 (-9.20). This suggests that the estimated cumulative d’ of the same pitch
range may differ due to different intermediate stimuli used for d’ measurements [40].
S1’s poorer pitch discrimination on EL8 for α from 0.7 to 1 in steps of 0.1 may have
underestimated the cumulative d’ of the overlapped pitch range.
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3.4.3 Discussion
Pitch Overlap between Adjacent Main Electrodes
For a subset of better-performing subjects, the lower half of the pitch range on
EL8 overlapped with the higher half of the pitch range on EL7. The overlapped pitch
ranges between adjacent main electrodes at the loudness-balanced M-level in these
CI subjects were better matched with the model predictions based on the CoG rather
than the peak of excitation (Fig. 3.5). Therefore, place-pitch perception elicited by
steered pTP stimuli was more likely determined by the CoG than by the peak of
excitation.
Fig. 3.10 shows that, on average, pTPEL8,α=1 had a similar pitch to pTPEL7,α=0.6.
Their simulated CoGs of excitation were also close together in Fig. 3.5. The excitation
pattern of pTPELn,α=0.5 was centered on ELn because of its symmetric current return
to the two flanking electrodes. When α varied from 0.5 to 1 for steered pTP stimuli on
EL8, the CoG of excitation was steered apically from EL8 to EL7 (i.e., a shift of about
one physical electrode). Similarly, the average pitch match between pTPEL7,α=0 and
pTPEL8,α=0.4 suggests that when α varied from 0.5 to 0 for steered pTP stimuli on
EL7, the CoG of excitation shifted about one physical electrode basally from EL7 to
EL8. Such amounts of CoG shifts were similar to those with phantom electrodes [24].
Although pitch ranking was only tested between steered pTP stimuli on EL7 and
EL8, similar results were expected for the other electrodes, because pitch perception
with steered pTP stimuli was not significantly different on different electrodes in
Experiment 1.
Selection of α Range for Each Main Electrode
To implement steered pTP mode along the electrode array in a CI speech pro-
cessor, the range of steering coefficient α on each electrode should be chosen so that
pitch changes continuously from one electrode to the next without overlap. Based
42
on Fig. 3.5 and 3.10, it is reasonable to assume that on average, the pitch range
between pTPEL8,α=0.4 and pTPEL8,α=0.6 may overlap with that between pTPEL7,α=0
and pTPEL7,α=0.3. Similarly, the pitch range between pTPEL7,α=0.4 and pTPEL7,α=0.6
is expected to overlap with that between pTPEL6,α=0 and pTPEL6,α=0.3. To elicit
continuous non-overlapped pitch changes, one can use α values from 0.4 to 0.6 on
each electrode. In this way, pitch decreases as the stimuli change from pTPEL8,α=0.4
to pTPEL8,α=0.6, continues to decrease as the stimuli change from pTPEL7,α=0.4 to
pTPEL7,α=0.6, and so on. On the other hand, instead of using the same α range from
0.4 to 0.6 on each electrode, one can use a wider α range on the electrode with better
pitch discrimination and more discriminable pitch steps than its adjacent electrode.
This alternative selection of α range may provide more spectral resolution but requires
sophisticated pitch tests during fitting.
3.5 General Discussion and Summary
Loudness and pitch perception with steered pTP mode was predicted using model
simulations and tested in psychophysical experiments. Although CI subjects had
similar T/C levels and dynamic ranges across α on a main electrode, their loudness-
balanced M-levels were significantly higher with α = 0.5 than with α = 0 or 1.
This is consistent with the model prediction that more current is required for more
focused standard pTP mode (α = 0.5) than for less focused pBP mode (α = 0 and
1) to achieve equal loudness. CI subjects generally perceived lower pitches (with an
average overall cumulative d’ of -7) as α increased from 0 to 1. However, their pitch
discrimination was not better with α around 0.5 (i.e., more focused standard pTP
mode) than with α around 0 or 1 (i.e., less focused pBP mode), except for some
subjects and electrodes. For three better-performing CI subjects, pitch comparisons
between steered pTP stimuli on adjacent main electrodes showed that about half of
the pitch ranges of EL7 and EL8 overlapped with each other (e.g., the lower half of
EL8 matched with the higher half of EL7). Compared with the model predictions,
43
these results suggest that pitch changes elicited by steered pTP stimuli were largely
driven by the shifted CoG rather than by the peak of excitation.
The small heterogeneous subject group (i.e., N = 6 with two being pre-lingually
deafened) may not be ideal for this proof-of-concept study. The inter-subject vari-
ability in loudness and pitch perception was high, which unfortunately weakened the
overall findings of this study and made the results somewhat anecdotal. The underly-
ing reasons for inter-subject variability were unclear, but individual subjects’ differ-
ent electrode-neuron interfaces and various onsets of hearing loss (i.e., pre- or post-
lingually deafened) most likely contributed to their different performances. In future
studies, variations in electrode-neuron distance and neural survival will be introduced
to the computational model to predict their effects on loudness and pitch perception
with steered pTP mode. A more straightforward way to explain the variable percep-
tual data is to directly estimate the excitation patterns of steered pTP stimuli with
different α in each subject. This can be achieved by measuring the forward masking
patterns of steered pTP stimuli using psychophysical methods (e.g., [43] [44] [45] [20])
or using electrically evoked compound action potentials (e.g., [46] [47]).
In summary, both the model and psychophysical data verified the feasibility and
efficacy of pTP-mode current steering, which can be readily incorporated into the
pTP-mode processing strategies [23] to improve CI performance. For example, Bierer
[3] argued that with the more focused standard pTP mode, CI users were more
susceptible to cochlear “dead regions” which required more current to reach T/C
levels and had less spatial selectivity of electric stimulation. In such a case, an α
value different from 0.5 may be used to steer pTP stimuli away from the dead region
to more efficiently transmit the corresponding spectral information. In addition, as
discussed in Experiment 2, α values from 0.4 to 0.6 can be applied to steered pTP
stimuli on each main electrode to create additional frequency channels and encode
fine spectral details. The long pulse phase duration (226 µs) in this study helped
achieve full loudness growth with steered pTP mode, but may limit the stimulation
rate available in CI processors. As suggested by Landsberger [42], this issue may
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be partially addressed by using an n-of-m strategy that only stimulates a subset of
largest-amplitude channels in each cycle. The proposed idea of combining current
steering with focusing (see also [42]) may provide CI users with more distinctive
pitches and frequency channels than MP-mode current steering in the HiRes-120
strategy. Future studies will implement pTP-mode current steering in multi-channel
CI speech processors and test the potential benefits to CI users using appropriate
psychophysical, speech, and music tests.
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4. EXCITATION PATTERNS OF STANDARD AND
STEERED PARTIAL TRIPOLAR COCHLEAR IMPLANT
STIMULATION
4.1 Introduction
To investigate the mechanism by which steered pTP stimulation can generate
progressively lower pitch with increasing α, the stimulation or excitation patterns
of steered pTP stimulation with various α were measured at physical, physiologi-
cal, and perceptual levels. At physical level, potential distribution can be recorded
via the implant back-telemetry system and provides information about the volume
conduction or what the current spread looks like in the cochlea. This method, also
called “Electrical field imaging” (EFI) in Advanced Bionics devices, has been used to
record the potential distribution of multiple electrodes stimulating in phase [27, 48]
or out of phase [49] and showed that spatial interaction at the physical level can be
adequately modeled by linear summation of the potential distribution of each cur-
rent source. At physiological level, evoked compound action potential (ECAP) can
be recorded again using the implant telemetry system to assess the spread of neural
excitation [26,27,46,50,51]. At behavioral level, the spread of excitation can be char-
acterized by psychophysical forward masking pattern (PFM; [43,52–55]). The goal of
this study was to investigate how steered pTP stimulations elicit different pitch per-
ception by comparing their spatial profiles at physical, physiological, and behavioral
levels. Previous studies have shown the perceived place pitch usually agree with the
centroid [5,52,56] or peak location [27] of excitation. The peak and centroid location
of each spatial profile would be identified to see if they can be used to predict the per-
ceived pitch. The width of excitation would also be calculated to quantify the spatial
selectivity. The spatial representation of steered pTP stimulation measured at dif-
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ferent processing levels may also reveal how steered pTP stimulation were processed
and coded spectrally along the auditory pathway.
4.2 Methods
4.2.1 Subjects
Four postlingually deafened CI users of the Advanced Bionics HiRes 90K implant
with the HiFocus1J electrode array participated in this study. Subject demographic
details can be found in Table 4.1. Subject S3 received bilateral CIs and her left
and right implants (S3L and S3R, respectively) were both tested. This study was
reviewed and approved by the Purdue IRB committee. Subjects provided informed





































































































































































































































4.2.2 Pitch Ranking of Steered pTP stimuli
Steered pTP stimuli on the main electrode EL8 were balanced in loudness at
the most comfortable level (MCL) and then ranked in pitch by each subject using
the method in Chapter 3. During the psychophysical pitch-ranking test, the highest
possible compensation coefficient σ that allowed for full loudness growth within the
compliance limit of the CI was used for all subjects except S4. S4 experienced pitch
reversals between adjacent main electrodes in standard pTP mode with the highest
possible σ (0.8). Thus, a smaller σ (0.6) was used for S4 to rank the pitches of
steered pTP stimuli on EL8 in this study. The results were consistent with those
of Chapter 3, showing that pitch generally decreased with higher steering coefficient
α. The cumulative d’ of pitch ranking from pTPEL8,α=0.5 to pTPEL8,α=0 or from
pTPEL8,α=0.5 to pTPEL8,α=1 was listed in Table 1 together with the compensation
coefficient σ used for each subject. There was a large inter-subject variability in the
pitch sensitivity to current steering in pTP mode. The electrical fields and excitation
patterns of pTPEL8,α=0, pTPEL8,α=0.5, and pTPEL8,α=1 were thus measured in each
subject to reveal the mechanism of pTP-mode current steering and to explain variable
pitch-ranking results across subjects.
4.2.3 EFI: Stimuli and Procedure
Intracochlear potential distributions of pTPEL8,α=0, pTPEL8,α=0.5, and pTPEL8,α=1
were measured using the Electrical Field Imaging and Modeling software (EFIM v1.4,
Advanced Bionics, Antwerp, Belgium). The stimulus used for EFI measurement was
a 2.5-ms, 3000-Hz sinusoid at a sub-threshold level of 32 µA [27, 49]. The σ of
the stimulus for each subject was the same as in the pitch-ranking test (Table 4.1).
For each steered pTP stimulus, electrical potentials were recorded on all the non-
stimulated electrodes along the electrode array (e.g., the open diamonds in Fig. 4.1 for
pTPEL8,α=0.5 in S4). The recordings on the stimulated electrodes EL7, EL8, and EL9
could not be used because they were dominated by the reactive impedance between the
49
Fig. 4.1. The intracochlear potential distribution of pTPEL8,α=0.5
with σ = 0.6 recorded on the non-stimulated electrodes (open dia-
monds) and estimated (black diamonds) by summing the potential
distribution of MPEL8 (circles), 0.3*MPEL7 (upward triangles), and
0.3*MPEL9 (downward triangles).
stimulated electrodes and the surrounding tissue rather than the resistive impedance
between the stimulated electrodes and the remote ground [49]. To obtain the full
intracochlear potential distribution of a steered pTP stimulus (e.g., pTPEL8,α=0.5
in S4), the electrical fields of MP stimuli on EL7, EL8, and EL9 were separately
measured, each scaled by its corresponding current level and polarity in the steered
pTP stimulus (e.g., the upward triangles, circles, and downward triangles in Fig. 4.1,
respectively), and then linearly summed (e.g., the black diamonds in Fig. 4.1). Note
that for each MP stimulus, the electrical potential on the stimulated electrode (e.g.,
the gray circle in Fig. 4.1 for MPEL8) was estimated by fitting the EFI recordings (e.g.,
the open circles) on the apical (e.g., EL1–EL7) and basal non-stimulated electrodes
(e.g., EL9–EL16) with separate exponential curves and averaging the extrapolated
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values of both curves on the stimulated electrode [49]. Fig. 4.1 shows that the linear
summation of the electrical fields of individual stimulated electrodes (e.g., the black
diamonds) adequately approximated the electrical field of a steered pTP stimulus
(e.g., the open diamonds) on the non-stimulated electrodes (with an average percent
error of 7.14% across subjects and stimuli). This was consistent with the findings
of [48, 49]. The final EFI pattern or the potential distribution of a steered pTP
stimulus comprised the recorded values on the non-stimulated electrodes and the
estimated values on the stimulated electrodes.
4.2.4 ECAP: Stimuli and Procedure
ECAP for steered pTP stimuli was recorded using the Bionic Ear Data Collec-
tion System (BEDCS v1.17, Advanced Bionics, Sylmar, CA). A forward masking
subtraction method [57–60] was used to remove electrical stimulation artifacts while
preserving neural responses. To determine the spread of neural excitation for steered
pTP stimuli, the ECAP spatial profile (e.g., [46]) was measured by keeping the steered
pTP-mode probe on EL8 (i.e., pTPEL8,α=0, pTPEL8,α=0.5, and pTPEL8,α=1) while mov-
ing the MP-mode masker along the electrode array from EL1 to EL16. Both probe
and masker used a biphasic cathodic-leading, charge-balanced pulse. The phase du-
ration (32 µs) was much shorter than that used in the pitch-ranking test (226 µs) to
avoid prolonged stimulus artifacts. The interval between the probe and masker pulses
was 500 µs so that the neurons recruited by the masker stayed in the refractory state
and did not respond to the probe [61,62]. For each pair of masker and probe, ECAP
responses were averaged across 128 repeats with a repetition rate of 20 Hz. Ideally,
ECAP recording should occur at MCL as in the pitch-ranking test. However, MCL
could not be reached within the compliance limit of the CI for the steered pTP-mode
probe, due to the much shorter phase duration (32 µs) and slower stimulation rate
(20 Hz) than those in the pitch-ranking test (226 µs and 1000 Hz, respectively). To
achieve sufficient loudness for ECAP recording, the compensation coefficient σ for the
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steered pTP-mode probe (originally the same as in the pitch-ranking test) was re-
duced (Table 4.1) until the soft but comfortable level could be reached. In light of the
poor loudness perception of the steered pTP-mode probe, the masker was presented
in MP rather than pTP mode and at MCL rather than the soft but comfortable level.
The growth of ECAP amplitude between the negative N1 and positive P2 peaks with
increasing current levels for the probe pTPEL8,α=0.5 was measured using the MP-mode
masker on EL8. The ECAP growth function confirmed that the probe pTPEL8,α=0.5
at the soft but comfortable level could generate reliable ECAP responses.
Fig. 4.2. The evoked compound action potential (ECAP) as a function
of masker electrode for pTPEL8,α=1 in S4. The ECAP spatial profile
of probe pTPEL8,α=1 is recorded from EL7 (downward triangles) and
EL10 (upward triangles) and averaged (circles).
Fig. 4.2 shows the example ECAP spatial profiles (i.e., the N1-P2 amplitude of
ECAP response as a function of masker electrode) for pTPEL8,α=1 in S4. An api-
cal and a basal recording electrode (e.g., EL7 and EL10 for pTPEL8,α=1) adjacent
to the stimulated electrodes of the steered pTP-mode probe (e.g., EL8 and EL9 for
pTPEL8,α=1) were both used for ECAP recording. Note that ECAP responses could
not be recorded when the masker was on the recording electrode, due to amplifier
saturation. As such, the ECAP spatial profile recorded from each recording elec-
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trode had a missing data point on the recording electrode (e.g., the downward and
upward triangles in Fig. 4.2 show the spatial profiles recorded from EL7 and EL10,
respectively). Averaging the ECAP spatial profiles recorded from the two recording
electrodes yielded a final ECAP spatial profile without missing data (e.g., the black
circles in Fig. 4.2). The sampling rate of ECAP responses was 56 kHz and the gain
was 300. The ECAP responses were processed with a band-pass smoothing filter from
400 to 6000 Hz and the ECAP amplitudes were set to zero if the estimated signal-
to-noise ratio (SNR) was below 1.7 dB [63]. The error bars in Fig. 4.2 represent the
95% confidence intervals of the ECAP amplitudes.
The ECAP spatial profile of a MP-mode probe on EL8 (i.e., MPEL8) at MCL was
also measured using the same method as mentioned above. The ECAP spatial profiles
of MPEL8 and pTPEL8,α=0.5 were compared to see if the compensation coefficient σ
used for ECAP recording narrowed the spread of excitation at the neural level.
4.2.5 PFM: Stimuli and Procedure
The excitation patterns of steered pTP stimuli at the psychophysical level were
measured using a forward-masking technique [43] [64] [44]. In this technique, thresh-
olds of probes along the electrode array are measured with or without a forward
masker. The difference between the masked and unmasked probe thresholds (i.e.,
the masked threshold shift) indicates the channel interaction between the masker and
probe. The probe threshold shift as a function of probe electrode may reflect the
neural excitation pattern of the masker. The three maskers used in this study (i.e.,
pTPEL8,α=0, pTPEL8,α=0.5, and pTPEL8,α=1 with the highest possible σ presented at
MCL) were exactly the same stimuli as in the pitch-ranking test (section 4.2.2). The
excitation pattern of a MP masker on EL8 was also of interest but not tested due to
the time limitation. The probes were standard pTP stimuli on the main electrodes
from EL3 to EL13 with σ fixed at 0.75 for all subjects except S1. The oldest subject
S1 could only detect probes with a lower σ (0.65) in the presence of the maskers, pos-
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sibly because she experienced slower psychophysical recovery and stronger masking
from the maskers than younger subjects [65]. Both maskers and probes were 1000-Hz,
biphasic (226 µs/phase), charge-balanced, cathodic-leading pulse trains. The probes
were 20 ms while the maskers were 300 ms. The interval between masker and probe
was 10 ms. All stimuli were presented using the BEDCS.
The unmasked probe threshold was measured using a three-interval, forced-choice
(3IFC), 2-down/1-up adaptive procedure. In each trial, two intervals of silence and
one interval containing the probe were presented in random order. The onsets of
consecutive intervals were separated by 500 ms. The color of the corresponding button
on a computer screen changed to indicate the presentation of each interval, especially
those of silence or with sub-threshold levels. Subjects were allowed to repeat the
stimuli before responding by clicking on the button corresponding to the interval
with the probe. Visual feedback was provided. The probe level was adjusted based
on subject response using a 20-µA step size in the first three intervals and a 5-µA
step size thereafter. Each run stopped after 9 reversals, and the probe threshold was
the average level across the last six reversals.
The masked probe threshold was also measured using the same 3IFC, 2-down/1-
up adaptive procedure, except that in each trial, two intervals of the masker only and
one interval of the masker followed by the probe were presented in random order.
4.2.6 Data Analysis
The measured spatial profile of each stimulus at each level (EFI, ECAP, and PFM)
for each subject was normalized to its peak amplitude to better compare the relative
shape of excitation pattern across α values and measurement levels. Fig. 4.3 shows
an example of the normalized ECAP pattern of pTPEL8,α=0.5 for S3R. The long and
short dashed lines represent the normalized values of 0.95 and 0.75, respectively. The
peak location of each normalized pattern was defined as the median location of the
electrodes with normalized values greater than 0.95. For the example in Fig. 4.3, the
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Fig. 4.3. An example of the normalized ECAP pattern for
pTPEL8,α=0.5 for S3R (connected circles). The centroid of the ECAP
pattern (unconnected circle) is plotted near the x-axis. The width at
75% peak amplitude (i.e., the total width of the horizontal double-
arrow lines) is also listed (9.10 in units of electrode spacings).
normalized values of EL7 and EL9 both exceed 0.95, and their median location (i.e.,
EL8) was taken as the peak location of the ECAP pattern. As in Chapter 3, the
center of gravity or the centroid of each normalized pattern was calculated as follows:
Centroid =
∑
k k × |SP (k)|∑
k |SP (k)|
(4.1)
where k indicates the electrode number and SP (k) is the normalized value at
electrode k. In Fig. 4.3, the centroid of the ECAP pattern was 8.16 in the unit of
electrode number, as indicated by the circle near the x-axis. The width at 75% of
the peak amplitude was also calculated to characterize the degree of focusing for each
normalized pattern. For the example in Fig. 4.3, the width of the ECAP pattern





MP vs. standard pTP stimulation
Fig. 4.4. The normalized EFI patterns as a function of recording
electrode for the MP (open circles) and standard pTP stimuli (filled
circles) on EL8
Fig. 4.4 shows the normalized EFI patterns as a function of recording electrode
for the MP (open circles) and standard pTP stimuli (filled circles) on EL8 for each
subject. The original un-normalized electrical potentials generated by the MP stim-
ulation (ranging from 20 to 100 mV) were much higher than those generated by the
standard pTP stimulation (ranging from 8 to 45 mV). The electrical fields of both
the MP and standard pTP stimuli had a single sharp peak on EL8. The centroid of
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the EFI pattern (as indicated by the circles near the x-axis) was also around EL8 for
both stimuli. The potentials fell off more quickly on both sides of the peak, suggesting
less current spread beyond the activated electrodes, for the standard pTP stimulation
than for the MP stimulation. The width at 75% of the peak amplitude of the EFI
pattern (as shown in parenthesis in the unit of electrode spacing) was significantly
narrower for the standard pTP stimulation than for the MP stimulation (paired t-test:
t4 = 3.78, p = 0.02). Although several modeling studies [30,32] suggested that larger
σ for pTP stimulation may lead to more focused or narrower excitation patterns, no
correlation (r = −0.73, p = 0.16) was found between the width of the EFI pattern
and σ across subjects, possibly because the statistical power (0.26) was limited by
the small number of subjects.
Steered pTP stimuli
Fig. 4.5 shows the normalized EFI patterns as a function of recording electrode
for pTPEL8,α=0, pTPEL8,α=0.5, and pTPEL8,α=1 for each subject. The original un-
normalized electrical potentials on EL8 (i.e., the peak amplitudes of the un-normalized
EFI patterns) were similar for the three steered pTP stimuli within each subject, but
varied from 15 to 38 mV across subjects. It is possible that different subjects may
have different cochlear conditions (e.g., fibrous tissues and bone growth), which may
affect current conduction during electrical CI stimulation. The standard pTPEL8,α=0.5
stimulation returned the same amount of current to both flanking electrodes and
thus generated roughly symmetric EFI patterns with a similar suppression of current
spread on both sides of EL8 (circles). The pTPEL8,α=0 stimulation applied the intra-
cochlear return current completely to the apical flanking electrode EL7 and thus the
electrical potentials were strongly reduced on the apical side (i.e., EL1–EL7) but not
on the basal side (i.e., EL9–EL16) (upward triangles). For S2, S3L, and S3R, the
large amount of current returned to EL7 (due to the high σ values) even caused
a strong dip of the EFI pattern on EL7. In contrast, the pTPEL8,α=1 stimulation
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generated reversed EFI patterns, which were strongly attenuated on the basal side
(i.e., EL9–EL16) but not on the apical side (i.e., EL1–EL7) (downward triangles).
Fig. 4.5. The normalized EFI patterns as a function of recording
electrode for pTPEL8,α=0 (upward triangles), pTPEL8,α=0.5 (circles),
and pTPEL8,α=1 (downward triangles).
On average, the centroid of the EFI pattern shifted apically as α increased (pTPEL8,α=0:
8.55, pTPEL8,α=0.5: 8.00, and pTPEL8,α=1: 7.37, as shown by the corresponding
symbols near the x-axis). A one-way repeated-measures (RM) analysis of variance
(ANOVA) showed a significant effect of α value on the location of the EFI centroid
(F2,8 = 7.59, p = 0.01). Post-hoc pair-wise comparisons using the Holm-Sidak method
showed that the centroid locations were significantly different between pTPEL8,α=0
and pTPEL8,α=1 (p = 0.01), but not between pTPEL8,α=0 and pTPEL8,α=0.5 (p = 0.11)
or between pTPEL8,α=0.5 and pTPEL8,α=1 (p = 0.14). The width at 75% of the peak
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amplitude of the EFI pattern was narrower for pTPEL8,α=0.5 than for pTPEL8,α=0 and
pTPEL8,α=1 (on average, 1.88, 2.44, and 2.56 in the unit of electrode spacing, respec-
tively). A one-way RM ANOVA showed that the effect of α value on the width of the
EFI pattern was of borderline significance (F2,8 = 4.74, p = 0.04). Post-hoc pair-wise
comparisons showed that there was no significant difference in the width between any
pair of the steered pTP stimuli, although the width difference between pTPEL8,α=0.5
and pTPEL8,α=1 just missed significance (p = 0.06).
4.3.2 ECAP Patterns
MP vs. standard pTP stimulation
Fig. 4.6 shows the normalized ECAP patterns as a function of masker electrode
for the MP (open circles) and standard pTP probes (filled circles) on EL8 for each
subject. The original un-normalized ECAP amplitudes were consistently larger for
the MP probe (e.g., 150-180 µV with the masker on EL8) than for the standard
pTP probe (e.g., 70-130 µV with the masker on EL8). This may be because the
pTP probe had a lower loudness level (soft but comfortable) than the MP probe
(most comfortable). The smaller neural population recruited by the more focused
pTP probe may also result in less probabilistic response characteristics [66] and thus
weaker neural responses. S2 had much larger un-normalized ECAP amplitudes than
the other subjects, possibly because more neurons were survived for S2 with a younger
age and a shorter duration of profound deafness following meningitis. For the bilateral
CI user S3, the ECAP responses of her first implant (S3R) were stronger with higher
SNRs than those of her second implant (S3L), which may also be attributed to the
better neural survival with a shorter duration of deafness [67] in her first implanted
ear.
The normalized ECAP patterns of the MP and pTP probes were similar to each
other, both showing a broad peak around EL8 and decreasing more rapidly on the
basal side than on the apical side of the peak. The calculated peak location of the
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Fig. 4.6. The normalized ECAP patterns as a function of recording
electrode for the MP (open circles) and standard pTP stimuli (filled
circles) on EL8.
ECAP pattern was on average 7.7 for the MP probe and 8.4 for the pTP probe. This
difference in the peak location, although approaching statistical significance (paired
t-test: t4 = −2.75, p = 0.05), was difficult to interpret due to the lack of a prominent
peak in both the MP and pTP ECAP patterns. Plotted near the x-axis, the centroid
of the ECAP pattern was on average 7.42 for the MP probe and 7.72 for the pTP
probe. Because the normality assumption was not met, the ECAP centroids of the MP
and pTP probes were compared using a Wilcoxon signed ranked test, which showed
that the centroid locations were not significantly different (Z = 1.75, p = 0.13). The
width at 75% of the peak amplitude of the ECAP pattern was also not significantly
different between the pTP and MP probes (on average, 5.72 and 5.20 in the unit of
electrode spacing, respectively) (paired t-test: t4 = −0.79, p = 0.47).
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Steered pTP stimuli
Fig. 4.7. The normalized ECAP patterns as a function of recording
electrode for pTPEL8,α=0 (upward triangles), pTPEL8,α=0.5 (circles),
and pTPEL8,α=1 (downward triangles).
Fig. 4.7 shows the normalized ECAP patterns for the probes pTPEL8,α=0 (upward
triangles), pTPEL8,α=0.5 (circles), and pTPEL8,α=1 (downward triangles) as a function
of masker electrode for each subject. The weak neural responses of focused pTP
stimuli were prone to the influence of electrical stimulation artifacts during ECAP
recording. The low SNRs in ECAP recording might lead to irregular changes (e.g.,
those on the apical electrodes of S3R) or zero values of the ECAP amplitudes (e.g.,
those on the apical/basal electrodes of S3L). For subjects with higher σ values (e.g.,
S4, S1, and S3R), there was a trend that, as α increased, the normalized ECAP
amplitudes slightly increased on the apical side of EL8 but decreased on the basal
side of EL8. Contrary to our prediction, on average, the estimated peak location
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of the ECAP pattern shifted from apex to base as α increased (pTPEL8,α=0: 7.9,
pTPEL8,α=0.5: 8.4, and pTPEL8,α=1: 9.1). A one-way RM ANOVA showed a significant
effect of α value on the ECAP peak location (F2,8 = 8.55, p = 0.01). Post-hoc pair-
wise comparisons using the Holm-Sidak method showed that the estimated peak for
pTPEL8,α=1 was significantly more basal to that for pTPEL8,α=0 (p = 0.01). Again,
the lack of a prominent peak in the ECAP patterns made it difficult to interpret
these results. The centroid of the ECAP pattern was also estimated for each steered
pTP probe (as shown by the corresponding symbol near the x-axis). On average, the
centroid of the ECAP pattern shifted from base to apex as α increased (pTPEL8,α=0:
8.07, pTPEL8,α=0.5: 7.72, and pTPEL8,α=1: 7.51). The centroid and peak of the
ECAP pattern shifted in the opposite directions with α. Due to the violation of the
normality assumption, a Friedman RM ANOVA on ranks was used to analyze the
ECAP centroids and showed a significant effect of α value (χ2 = 8.40, p = 0.01).
Post-hoc pair-wise comparisons using the Tukey method showed that the location of
the ECAP centroid was significantly more basal for pTPEL8,α=0 than for pTPEL8,α=1
(p < 0.05), but was not significantly different between any other pair of the steered
pTP stimuli. The width at 75% of the peak amplitude of the ECAP pattern did
not significantly change with α (on average, pTPEL8,α=0.5: 5.72, pTPEL8,α=0: 4.81,
and pTPEL8,α=1: 5.37 in the unit of electrode spacing) (one-way RM ANOVA: F2,8 =
0.77, p = 0.49).
4.3.3 PFM Patterns
Fig. 4.8 shows the normalized threshold shift of pTP probe (calculated as the
dB difference between the masked and unmasked probe thresholds) with the forward
masker pTPEL8,α=0 (upward triangles), pTPEL8,α=0.5 (circles), and pTPEL8,α=1 (down-
ward triangles) as a function of probe electrode for each subject. The normalized PFM
patterns mostly had a single peak and decreased monotonically towards the apex and
base when the probe moved away from the masker. For all subjects, the PFM patterns
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Fig. 4.8. The normalized PFM patterns as a function of recording
electrode for pTPEL8,α=0 (upward triangles), pTPEL8,α=0.5 (circles),
and pTPEL8,α=1 (downward triangles).
gradually shifted from base to apex as α increased. Although the steered pTP maskers
had the same main electrode EL8, current steering between flanking electrodes shifted
the peak of the PFM pattern for all subjects except S3R. The estimated peak location
of the PFM pattern was on average 9.1, 7.9, and 6.5 for pTPEL8,α=0, pTPEL8,α=0.5,
and pTPEL8,α=1, respectively. A one-way RM ANOVA showed a significant effect of α
value on the PFM peak location (F2,8 = 12.94, p = 0.003). Post-hoc pair-wise compar-
isons using the Holm-Sidak method showed that the PFM peak locations were signifi-
cantly different between any pair of the steered pTP maskers (p < 0.05). The centroid
of each PFM pattern was shown by the corresponding symbol near the x-axis. On
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average, the PFM centroid also shifted from base to apex as α increased (pTPEL8,α=0:
8.76, pTPEL8,α=0.5: 7.60, and pTPEL8,α=1: 6.74). A one-way RM ANOVA showed a
significant effect of α value on the PFM centroid location (F2,8 = 17.92, p = 0.001).
Post-hoc pair-wise comparisons using the Holm-Sidak method showed significantly
different PFM centroid locations between pTPEL8,α=0 and pTPEL8,α=0.5 (p = 0.02)
and between pTPEL8,α=0.5 and pTPEL8,α=1 (p = 0.03). The width at 75% of the
peak amplitude of the PFM pattern was on average 3.28, 3.86, and 4.02 in the unit
of electrode spacing for pTPEL8,α=0.5, pTPEL8,α=1, and pTPEL8,α=0, respectively. No
significant effect of α value was found on the PFM width (one-way RM ANOVA:
F2,8 = 1.70, p = 0.24).
4.3.4 Comparisons across Measurement Levels
Fig. 4.9 shows the peak, centroid, and width of the EFI, ECAP, and PFM patterns
as a function of α for the steered pTP stimuli. To investigate how the excitation
patterns of the steered pTP stimuli varied at the physical, neural, and perceptual
levels, the pattern features (peak, centroid, and width) were analyzed by separate two-
way RM ANOVAs with α value and measurement level as the two factors, followed
by the Holm-Sidak post-hoc t-tests.
For the excitation peak, there were no significant effects of α value (F2,16 =
2.83, p = 0.12) and measurement level (F2,16 = 1.21, p = 0.35), but the interac-
tion between the two factors was significant (F4,16 = 16.39, p < 0.001). The sig-
nificant interaction reflected the fact that the EFI peak did not move, while the
ECAP and PFM peaks moved in the opposite directions with increasing α (as de-
scribed in previous sections). Post-hoc t-tests showed that the peak locations of
pTPEL8,α=0 and pTPEL8,α=0.5 did not vary across different measurement levels, while
that of pTPEL8,α=1 was significantly different between any two measurement levels
(p < 0.05).
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Fig. 4.9. The peak, centroid, and width of the EFI, ECAP, and PFM
patterns as a function of α for the steered pTP stimuli.
For the excitation centroid, there was no significant effect of measurement level
(F2,16 = 1.51, p = 0.28). However, the effect of α value (F2,16 = 20.96, p < 0.001)
and the interaction between α value and measurement level (F4,16 = 5.04, p = 0.008)
were both significant. The significant interaction was driven by greater shifts of the
PFM centroid than the EFI and ECAP centroids with increasing α as described in
previous sections. Post-hoc t-tests showed that the centroid locations of pTPEL8,α=0
and pTPEL8,α=0.5 did not vary across different measurement levels, while the exci-
tation centroid of pTPEL8,α=1 was significantly more apical at the perceptual level
(measured by PFM) than at the physical or neural level (measured by EFI or ECAP)
(p < 0.03).
The width of the excitation pattern was similar with different α values but var-
ied across measurement levels (i.e., in the descending order: ECAP, PFM, and EFI
widths). There was a significant effect of measurement level (F2,16 = 7.14, p = 0.02),
but not of α value (F2,16 = 0.96, p = 0.42) or their interaction (F4,16 = 1.33, p = 0.30).
Post-hoc t-tests showed that the width was significantly different between the ECAP
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and EFI patterns (p = 0.02), but was similar between the ECAP and PFM patterns
or between the PFM and EFI patterns (p > 0.11).
4.3.5 Correlation between Pitch Sensitivity and Excitation Pattern Shift
Fig. 4.10. The cumulative d’ from pTPEL8,α=0.5 to pTPEL8,α=0 (in
red) and from pTPEL8,α=0.5 to pTPEL8,α=1 (in blue) as a function of
their corresponding centroid shifts at the physical (left panel) and
perceptual levels (middle panel), and peak shifts at the perceptual
level (right panel)
The cumulative d’ of pitch ranking from pTPEL8,α=0.5 to pTPEL8,α=0 or from
pTPEL8,α=0.5 to pTPEL8,α=1 was listed in Table 1. The cumulative d’ values were
usually positive from pTPEL8,α=0.5 to pTPEL8,α=0 and negative from pTPEL8,α=0.5 to
pTPEL8,α=1. That means pTPEL8,α=0 was generally higher in pitch than pTPEL8,α=0.5,
while pTPEL8,α=1 was lower in pitch than pTPEL8,α=0.5. This pitch lowering from α
= 0 to α = 0.5 and then to α = 1 was consistent with the significant apical shifts
of the EFI and PFM centroids, as well as the PFM peak (as summarized in previous
sections). Fig. 4.10 shows the cumulative d’ from pTPEL8,α=0.5 to pTPEL8,α=0 (in
red) and from pTPEL8,α=0.5 to pTPEL8,α=1 (in blue) as a function of their correspond-
ing centroid shifts at the physical (left panel) and perceptual levels (middle panel),
and peak shifts at the perceptual level (right panel). Apical shifts were represented
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as negative values, while basal shifts as positive values. Across subjects, the pitch-
ranking sensitivity from pTPEL8,α=0.5 to either pTPEL8,α=0 or pTPEL8,α=1 was not
correlated with the amount of displacement of the excitation pattern, as quantified
by the shift of the EFI centroid, PFM centroid, or PFM peak. This suggests that the
inter-subject variability in pitch-ranking sensitivity with either increasing or decreas-
ing α cannot be predicted by the measures of excitation pattern shift. When the data
for both pTPEL8,α=0 and pTPEL8,α=1 were included in the correlation analysis, the
pitch-ranking sensitivity was significantly correlated with the shifts of the EFI and
PFM centroids, and marginally correlated with the shift of the PFM peak. These
correlations, however, were driven by the distribution of the data for pTPEL8,α=0 and
pTPEL8,α=1 in the upper-right and lower-left quadrants, respectively.
4.4 Discussion
This study investigated the excitation pattern changes with steered pTP stimuli
at the physical (measured with EFI), neural (measured with ECAP), and perceptual
levels (measured with PFM). Steered pTP stimuli shifted the excitation centroid from
base to apex with increasing α at all measurement levels, consistent with the lowering
of pitch observed in the pitch-ranking test. Similar peak shifts were only observed for
the PFM patterns at the perceptual level. However, the shift of excitation centroid
or peak was not correlated with the pitch-ranking sensitivity across subjects. The
excitation patterns were similarly wide with different α values, but were wider at the
neural level than at the physical and perceptual levels, most likely due to the smaller
σ values used for ECAP recording than for EFI and PFM measurements. These
results provided insights into the efficacy of electrical field shaping techniques on the
excitation patterns along the auditory pathway.
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4.4.1 Current focusing with standard pTP stimulation
In this study, the electrical field generated by pTPEL8,α=0.5 was significantly more
restricted than that of MPEL8, consistent with previous results in animal or human
studies (e.g., [15,49]). For example, Berenstein [49] also found a significantly reduced
EFI width as long as the σ of pTP stimulation was greater than 0.5. However, the
effect of current focusing was not observed at the neural level in this study, where
pTPEL8,α=0.5 generated a similarly wide ECAP pattern as MPEL8. Note that the
ECAP recording used a smaller σ (i.e., 0.4–0.6 for different subjects) than the EFI
recording (i.e., 0.6–0.8 for different subjects) to obtain reliable neural responses. The
σ used for ECAP recording may not be high enough to effectively narrow the spread
of neural excitation. Zhu [51] found that the ECAP pattern of full TP stimulation
with σ = 1 was significantly narrower than that of MP stimulation, although the
measured MP and full TP patterns were both irregular with multiple peaks. In our
pilot study, the 226-µs phase duration and the highest possible σ of 1 used by Zhu [51]
produced weak ECAP responses masked by prolonged electrical stimulation artifacts
and thus the difficulty of identifying the N1 and P2 peaks in the ECAP responses
greatly increased. This partially explained the irregular ECAP patterns in Zhu [51]
and motivated us to use a smaller σ and shorter phase duration for ECAP recording.
The inferior colliculus responses recorded from guinea pigs [32] and the PFM patterns
measured in human subjects [20] both suggest that σ needs to be greater than 0.75 to
generate significantly narrower pTP excitation patterns than MP excitation patterns.
In this study, the PFM pattern of MP stimulation was not measured due to the time
limitation and thus the effect of current focusing for the experimental pTP stimuli
could not be confirmed at the perceptual level.
4.4.2 Current steering with steered pTP stimuli
The effect of pTP-mode current steering on the excitation pattern was different
at different measurement levels. At the physical level, the peak of the EFI pattern
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did not move while the EFI centroid shifted apically with increasing α. The effects
resulted from the linear summation of the electrical fields of involved electrodes (i.e.,
EL7, EL8, and EL9) in the steered pTP stimuli. As α increased, the negative electrical
field of the basal return electrode EL9 (downward triangles in Fig. 4.5) increased while
that of the apical return electrode EL7 (upward triangles in Fig. 4.5) decreased. Thus,
the electrical field of the main electrode EL8 (circles in Fig. 4.5) had more reduction
on the basal side than on the apical side, resulting in apically shifted EFI centroids.
However, the peak electrical potential remained on EL8 after the linear summation
of the electrical fields. Different subjects had different shifts of the EFI centroid from
α = 0.5 to α = 0 or 1, which can be attributed to the subject-specific σ values (or
the total amounts of current steered between the two flanking electrodes), as shown
by the significant Pearson correlations between σ and EFI centroid shift (r = 0.97, p
= 0.006 for α = 0; r = 0.91, p = 0.03 for α = 1). At the neural level, the peak of
the ECAP pattern slightly shifted to the base while the ECAP centroid significantly
shifted to the apex with increasing α. When α was 0 or 1, relatively high ECAP
amplitudes were observed around the single return electrode (i.e., EL7 for α = 0 and
EL9 for α = 1), although it was unlikely to have side-lobe effects (e.g., [31]) with
the small σ values used for ECAP recording. For the electrodes that were further
away from the main and return electrodes, the ECAP amplitudes were instead lower
on the side of the single return electrode than on the other side. This caused the
ECAP centroid to shift in the opposite direction as the ECAP peak with increasing
α. Compared to the EFI and PFM centroids, the ECAP centroid shifted in the same
direction but to a lesser degree as α increased. This may be because the smaller σ
values used for ECAP recording limited the amount of current steered between the
flanking electrodes and reduced the effect of pTP-mode current steering at the neural
level. Across subjects, the small σ value was not correlated with the generally small
amount of ECAP centroid shift from α = 0.5 to α = 0 or 1 (r = 0.20, p = 0.75
and r = 0.73, p = 0.16, respectively). At the perceptual level, both the PFM peak
and centroid significantly shifted from base to apex as α increased. Several studies
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have recently measured the psychophysical spatial tuning curves and PFM patterns
for (partial or full) BP and TP stimuli (e.g., [20,51,54]). For these relatively focused
stimuli, shifted and split tips of spatial tuning and peaks of forward masking have
been reported and attributed to possible dead region or poor neural survival around
the tested electrode (see [51] for a schematic illustration). However, in this study,
the PFM pattern of the standard pTPEL8,α=0.5 showed a single peak on the main
electrode EL8, suggesting that a dead region was unlikely to exist around EL8 for
our subjects. The significant peak shifts of pTPEL8,α=0 and pTPEL8,α=1 relative to
pTPEL8,α=0.5 only occurred at the perceptual level (measured by PFM) but not at
the physical or neural level (measured by EFI or ECAP), and thus may have resulted
from central processing beyond the electrode-neuron interface. A psychophysical
mechanism that may account for the PFM peak shifts is the off-electrode listening in
electric hearing ( [68]), analogous to the off-frequency listening in acoustic hearing [69].
For pTPEL8,α=0 and pTPEL8,α=1, the largest amount of masking was not found on EL8
where the peak electrical potential was located (Fig. 4.8), suggesting that subjects
may have attended to the responses of neurons far from EL8 for the detection of the
probe. The largest amount of masking and the minimum contribution of off-electrode
listening may be found around the geometric center rather than the peak of the EFI
pattern. On the other hand, the apical shift of the excitation centroid with increasing
α was consistently preserved from the physical level to the perceptual level along
the auditory pathway of CI processing and was the greatest at the perceptual level.
Again, central processing such as the off-electrode listening may have exaggerated the
effect of pTP-mode current steering on the PFM centroid. Similar to the EFI centroid
shift, the PFM centroid shift also had borderline or significant Pearson correlations
with the σ value across subjects (r = 0.84, p = 0.08 for α = 0; r = 0.92, p = 0.03 for
α = 1).
70
5. ELECTRODE SPANNING WITH PARTIAL TRIPOLAR
STIMULATION MODE IN COCHLEAR IMPLANTS
5.1 Introduction
To increase the number of spectral channels with focused excitation patterns,
Chapter 3 proposed to incorporate current steering into pTP mode (Fig. 5.1a) by
varying the proportions of current returned to the basal and apical adjacent electrodes
(α and 1-α, respectively). Subjects generally perceived a lowering of pitch as the
steering coefficient α increased from 0 to 1, which was consistent with the apical shifts
of centroid of neural excitation pattern in a computational model [30]. However, the
pitch-ranking results of pTP-mode current steering varied across subjects, with one
out of six subjects exhibiting pitch reversals. Similar pitch reversals were also seen in
phantom electrode or partial BP (pBP) stimuli with an increasing amount of current
returned to the basal adjacent electrode alone [24]. For those who are less sensitive to
the pitch changes caused by the different distributions of return current, alternative
ways to create additional spectral channels in pTP mode may be necessary.
This study tested if moving the apical or basal return electrode away from the
main electrode in pTP mode (i.e., apical or basal electrode spanning; Fig. 5.1b and
5.1c, respectively, with α = 0.5) may also elicit distinctive pitch percepts and cre-
ate additional spectral channels. The asymmetrically spanned pTP stimuli can be
viewed as quadrupolar virtual channel (QPVC) stimuli [42] with only a single ac-
tivated main electrode. QPVCs generally stimulate four adjacent electrodes at the
same time, using two middle electrodes as the main electrodes for current steering and
two outer electrodes as the return electrodes for current focusing. QPVCs have been
shown to reduce current spread and improve pitch discrimination in either a single-
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Fig. 5.1. Schematic illustration of various partial tripolar (pTP) stim-
ulation modes with a fixed current level I on the main electrode ELn.
A fraction of the current (σ × I) is split and returned to two intra-
cochlear electrodes with varying ratios (α and 1-α for the basal and
apical return electrodes, respectively), while the rest [(1−σ)×I] to the
extra-cochlear ground (EG). The arrowhead direction indicates the
phases of biphasic current pulses (upward: cathodic-leading; down-
ward: anodic-leading), while the arrow length indicates the current
level. A and B stand for apex and base, respectively. Note that α
is fixed at 0.5 for the named pTP modes in Fig. 5.1. When current
steering is used, α can vary between 0 and 1.
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number of discriminable pitches with QPVCs may be partially due to a larger steering
range caused by the asymmetric current distribution when either main electrode is
activated alone. This possibility was tested in this study by comparing the pitches
of standard and asymmetrically spanned pTP stimuli on the same main electrode.
Basal electrode spanning has been used in the technique of phantom electrode, which
stimulates the most apical electrode in pBP mode. When a fraction of current was
returned to the adjacent basal electrode, the neural excitation pattern was pushed
apically ( [54]), resulting in a pitch lower than that of MP stimulation ( [24]). In addi-
tion, pitch generally decreased as the spatial separation between the main and basal
return electrodes increased up to 2–3 mm or there were 1–2 intermediate electrodes.
Compared to the adjacent basal return electrode, the nonadjacent (or spanned) basal
return electrode may have further reduced the spread of excitation towards the basal
end and pushed the neural excitation pattern more apically. Based on these results,
basal electrode spanning in pTP mode was expected to elicit lower pitch percepts,
while apical electrode spanning may elicit higher pitch percepts. Experiment 1 tested
these hypotheses using both the computational model of [30] and human CI users.
From another perspective, electrode spanning may be inevitable when realizing a
pTP strategy in CI users with a defective electrode. According to Hughes [71], 10–15%
of CI users have at least one defective electrode. Note that when one electrode (e.g.,
EL9) is defective, three (rather than one) pTP channels are not available, including
one using the defective electrode as the main electrode [e.g., pTP(8,9,10)] and two using
the defective electrode as the apical or basal return electrode [e.g., pTP(7,8,9) and
pTP(9,10,11)]. The pTP channel with a defective main electrode may be replaced using
quadrupolar-mode current steering [42] between two non-adjacent main electrodes
on both sides of the defective electrode. It is possible to generate the same pitch
percept as the intermediate defective electrode when current is evenly distributed in
phase to the two non-adjacent main electrodes. Similar electrode spanning has been
successfully used in MP-mode current steering to recover missing MP channels [25]
and restore speech performance with the HiRes-120 processing strategy [28].
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This study focused on alternate ways to replace the pTP channel with a defec-
tive return electrode. As hypothesized earlier, simply spanning the defective return
electrode may vary the perceived pitch. The current steering technique in Chapter 3
may be applied to the apically or basally spanned pTP channel (Fig. 5.1b and 5.1c
with various α) to approximate the pitch of the missing standard pTP channel, or
to create a more discriminable channel from the neighboring available standard pTP
channels. Another way to replace the pTP channel with a defective return electrode
is to move both return electrodes away from the main electrode. The symmetric elec-
trode spanning (Fig. 5.1d with α = 0.5) may change the width but not the centroid
of the neural excitation pattern. The compensation coefficient σ may thus need to
be adjusted for the symmetrically spanned pTP channel to approximate the pitch of
the missing standard pTP channel. Experiments 2 and 3 tested these two methods
separately, using both the model of [30] and human CI users.
5.2 Experiment 1: Asymmetric Electrode Spanning
For brevity, pTP(ELa,ELn,ELb),α=α1 denotes a general form of pTP stimulation on
the main electrode ELn with the apical return electrode ELa, the basal return elec-
trode ELb, and the steering coefficient α = α1. For example, a standard pTP stimulus
on the main electrode EL8 would be denoted by pTP(7,8,9),α=0.5. The compensation
coefficient σ, not shown in this form, was customized for each subject to be the high-
est value that allowed for full loudness growth within the compliance limits of CIs
(see below for details).
Saoji [54] have shown that for phantom electrode stimuli, the centroid of forward-
masking pattern shifted in directions consistent with the pitch changes. Similarly,
a computational model [30] has been successfully used in Chapter 3 to predict the
relative pitch changes of pTP-mode current steering based on the shifts of centroid
(rather than peak) of simulated neural excitation pattern (i.e., the number of activated
neurons as a function of cochlear position). In this study, the model with the same
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Fig. 5.2. Simulated neural excitation patterns for pTP(7,8,9),α=0.5 (red
curve), pTP(6,8,9),α=0.5 (blue curve), and pTP(7,8,10),α=0.5 (green curve).
The number of activated neurons is normalized and shown as a func-
tion of the distance from the apex of cochlea (bottom abscissa) or
electrode number (top abscissa). For each pTP mode, the centroid
(circle) and peak (triangle) of excitation are shown in the correspond-
ing color. The compensation coefficient σ is fixed at 0.75 for all the
simulations.
parameters (e.g., full neural survival and a fixed electrode-neuron distance of 1.3 mm)
and assumptions (e.g., a total of 1000 activated neurons corresponds to equal loud-
ness at MCL) was used to simulate the neural excitation patterns. Fig. 5.2 shows the
normalized neural excitation patterns for the standard, apically spanned, and basally
spanned pTP stimuli [i.e., pTP(7,8,9),α=0.5, pTP(6,8,9),α=0.5, and pTP(7,8,10),α=0.5, re-
spectively]. Although their excitation peaks (triangles) all remained near the main
electrode EL8, the excitation centroids (circles) of asymmetrically spanned pTP stim-
uli shifted away from EL8. As shown in Fig. 5.2, pTP(6,8,9),α=0.5 (blue curve) had
similar spread of excitation as pTP(7,8,9),α=0.5 (red curve) on the basal side of EL8, but
less excitation around the non-adjacent return electrode EL6. As such, the excitation
centroid of pTP(6,8,9),α=0.5 (blue circle) shifted towards the base by 0.41 mm and was
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located between EL8 and EL9. The pitch of pTP(6,8,9),α=0.5 was thus predicted to be
between those of standard pTP stimuli on main electrodes EL8 and EL9. The model
also predicted that the excitation centroid of pTP(7,8,10),α=0.5 (green circle) would shift
towards the apex by the same amount and elicit a pitch between those of standard
pTP stimuli on main electrodes EL7 and EL8. However, the model had inherently
simplified assumptions and uncertainties in results. For example, it did not consider
the different sensitivity of auditory neurons to cathodic- and anodic-leading pulses on
the main and return electrodes, respectively (e.g., [72]). Also, the uniform electrode-
neuron distance, neural survival, and impedance along the cochlea, as well as the
fixed compensation coefficient σ (0.75) may have had great quantifiable effects on the
side lobes and centroid shifts of simulated excitation patterns.
To study the effects of asymmetric electrode spanning on pitch perception in CI
users, apically or basally spanned pTP stimuli on the main electrode EL8 were com-
pared in pitch to standard pTP stimuli on main electrodes from EL6 to EL10. As a
prerequisite, pitch ranking of standard pTP stimuli on main electrodes from EL6 to
EL10 was first tested to make sure that distinctive pitches in tonotopic order were
elicited by standard pTP stimuli on these main electrodes. Results of electrode rank-




Five post-lingually deafened female adult CI users participated in this study. One
subject (S3) had bilateral implants and was tested in each ear separately. Table 5.1
shows CI subject demographics. All subjects used the Advanced Bionics HiRes 90K
implant, which can stimulate multiple electrodes simultaneously to deliver various
types of pTP stimuli. The HiFocus1J electrode array with an electrode spacing of 1.1
mm was used by all subjects. This study was reviewed and approved by the Purdue
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Age Processing CI use HINT
Subject (yrs) Etiology Strategy (yrs) scores* (%)
S1 84 Sudden hearing loss HiRes-P 120 4 96
S2 42 Meningitis HiRes-P 120 8 94
S3L 64 Hereditary deafness HiRes-P 2 N/A
S3R 64 Hereditary deafness HiRes-P 7 94
S4 70 NF2 tumor HiRes-P 120 4 7
S5 63 Unknown HiRes-P 120 4 91
*The Hearing In Noise Test (HINT) sentences were tested in quiet at 60 dB SPL.
Pitch Ranking of Standard pTP Stimuli
Each main electrode from EL6 to EL10 was stimulated with 300-ms, 1000-Hz pulse
trains in standard pTP mode. The symmetric biphasic pulses were cathodic-leading
on the main electrode and anodic-leading on the return electrodes. A phase duration
(226 µs) longer than those in clinical strategies was used so that the experimental
pTP stimuli can reach the upper loudness limit within the compliance limits of CIs
(i.e., the voltage on each electrode should be lower than 8 V and the surface charge
density should be lower than 100 µC/cm2; [24]). The Bionic Ear Data Collection
System (BEDCS; Advanced Bionics, Sylmar, CA) was used to bypass the clinical
processors and directly present the experimental stimuli.
For the standard pTP stimulus on each main electrode, the highest compensation
coefficient σmax that allowed for full loudness growth within the compliance limits
was first found using a binary search algorithm (see Chapter 3). For each subject,
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the smallest σmax among different main electrodes was selected and used for all the
standard pTP stimuli in this experiment. This σ value kept a similar degree of current
focusing while allowing for full loudness growth on all the main electrodes from EL6
to EL10.
The most comfortable level (MCL) for the standard pTP stimulus on the main
electrode EL8 [i.e., pTP(7,8,9),α=0.5] was determined during the search of σmax and was
then used as the reference for loudness balance. The target standard pTP stimulus on
the main electrode EL6, EL7, EL9, or EL10 was matched in loudness to the reference
using a two-alternative, forced-choice (2AFC), double-staircase adaptive procedure
[38]. Details of the loudness balance procedure can also be found in Chapter 3.
After loudness balancing, the pitches of standard pTP stimuli on two adjacent
main electrodes [e.g., pTP(5,6,7),α=0.5 vs. pTP(6,7,8),α=0.5] were compared in a 2AFC
task. In each trial, a pair of adjacent main electrodes was randomly chosen and
the standard pTP stimuli on the two main electrodes were presented also in random
order. Subjects were allowed to repeat the stimulus pair before indicating which
stimulus had a higher pitch. There were four pairs of adjacent main electrodes and
each pair was presented ten times, resulting in a total of 40 trials in each run. The
percentages that the stimulus on the higher numbered main electrode was judged as
higher in pitch were recorded. If the results of two runs differed by more than 30%
for any stimulus pair, an additional run was tested. The final pitch-ranking results
were averaged across all runs.
Pitch Ranking between Asymmetrically Spanned and Standard pTP Stim-
uli
With the same stimulation parameters (e.g., the pulse rate, phase duration, and
compensation coefficient σ, etc.), the apically spanned pTP(6,8,9),α=0.5 and basally
spanned pTP(7,8,10),α=0.5 were loudness balanced to the standard pTP(7,8,9),α=0.5 at
MCL. The apically or basally spanned pTP stimulus was then separately compared
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to the five equally loud standard pTP stimuli on main electrodes from EL6 to EL10
in a 2AFC pitch-ranking task. In each trial, the apically or basally spanned pTP
stimulus and a randomly selected standard pTP stimulus were presented in random
order. Each standard pTP stimulus was tested ten times, resulting in a total of 50
trials in a run. The percentages that the standard pTP stimuli were judged as higher
in pitch than the spanned pTP stimulus were recorded. If the results of two runs
differed by more than 30% for any stimulus pair, an additional run was tested. The
final pitch-ranking results were averaged across all runs.
5.2.2 Results
Pitch Ranking of Standard pTP Stimuli
Fig. 5.3 shows the percentages that standard pTP stimuli on the main electrode
ELn were judged as higher in pitch than those on ELn-1, where n = 7, 8, 9, and 10.
The σmax value used for each subject is indicated in the figure legend. The initially
found σmax for S5 was actually 0.8. However, with such a large σ value, pitch reversals
occurred for S5 between pairs of adjacent main electrodes (EL6 vs. EL7 and EL9 vs.
EL10), possibly due to perceptually salient side lobes ( [24]). Less focused stimuli
with a smaller σ value 0.6 were thus tested for S5 to avoid pitch reversals.
All the data points in Fig. 5.3 were well above the 50% chance level (gray solid
line). In fact, most of the data points (except some from S4 and all from S5) were
above the 76% perceptual threshold (defined by d’ = 1; gray dashed line). This
suggests that with the customized σmax values, standard pTP stimuli on main elec-
trodes from EL6 to EL10 elicited distinctive pitches as in the expected tonotopic
order. A one-way repeated-measures (RM) analysis of variance (ANOVA) did not
reveal any significant difference in the pitch-ranking results across electrode pairs
(F3,15 = 2.00, p = 0.16). In other words, different pairs of adjacent main electrodes
were similarly discriminable. However, pitch ranking of adjacent main electrodes in
standard pTP mode was variable across subjects, with the best performance in S1
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Fig. 5.3. Pitch-ranking results for main electrodes from EL6 to EL10
in standard pTP mode. The percentages that the higher-numbered
main electrode was judged as higher in pitch are shown as a function
of the adjacent stimulus pair. The gray solid line indicates the 50%
chance level; dashed line indicates the 76% threshold level (with d’
= 1). The applied compensation coefficient σmax is included for each
subject.
and S2, and the worst performance in S5. For all subjects except S1, the average
pitch-ranking performance across electrode pairs was significantly correlated with the
used σmax value (r = 0.92, p = 0.029). In contrast, S1 used the smallest σmax value
but had the best pitch-ranking performance among subjects.
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Pitch Ranking between Asymmetrically Spanned and Standard pTP Stim-
uli
The current levels required to reach equal loudness did not significantly dif-
fer for the standard [i.e., pTP(7,8,9),α=0.5], apically spanned [i.e., pTP(6,8,9),α=0.5], or
basally spanned [i.e., pTP(7,8,10),α=0.5] pTP stimuli (one-way RM ANOVA: F2,10 =
3.18, p = 0.09), although the statistical power (0.34) was low due to the limited num-
ber of subjects. pTP(7,8,9),α=0.5 and pTP(7,8,10),α=0.5 tended to need more current than
pTP(6,8,9),α=0.5 for equal loudness.
Fig. 5.4 shows the percentages that standard pTP stimuli on main electrodes from
EL6 to EL10 were judged as higher in pitch than the apically spanned pTP(6,8,9),α=0.5
(top panel) or the basally spanned pTP(7,8,10),α=0.5 (bottom panel). Most of the
psychometric functions monotonically increased with the main electrode number of
standard pTP stimuli, in line with the tonotopic order in pitch. Each psychometric







to find the standard pTP stimulus with a virtual main electrode that may be pitch
matched to the apically or basally spanned pTP stimulus (or with 50% responses). If
the sigmoid function did not provide a good fit, data points of adjacent main electrodes
were linearly interpolated to find the virtual main electrode with 50% responses. Fig.
5.4 also shows the interpolated virtual main electrode that may elicit a similar pitch
as the apically or basally spanned pTP stimulus for each subject.
The virtual main electrodes with 50% responses suggest that the perceived pitch
of pTP(6,8,9),α=0.5 fell between those of pTP(7,8,9),α=0.5 and pTP(8, 9, 10), α = 0.5 for
most cases, but was slightly higher than that of pTP(8, 9, 10), α = 0.5 for S3R
and S5. On the other hand, the perceived pitch of pTP(7,8,10),α=0.5 fell between
those of pTP(6,7,8),α=0.5 and pTP(7,8,9),α=0.5 for all subjects except S4 who perceived
pTP(7,8,10),α=0.5 as slightly higher in pitch than pTP(7,8,9),α=0.5. The dashed lines in
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Fig. 5.4. Percentages that standard pTP stimuli on main electrodes
from EL6 to EL10 were judged as higher in pitch than pTP(6,8,9),α=0.5
(top panel) or pTP(7,8,10),α=0.5 (bottom panel). The gray solid lines
indicate the 50% chance level; dashed lines indicate the 76% and
24% threshold levels (with d’ = ±1). The interpolated virtual main
electrodes with 50% responses are shown for each subject.
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Fig. 5.4 indicate 76% and 24% responses respectively (i.e., d’ = ±1), which were
used as the threshold to determine if the spanned and standard pTP stimuli were dis-
criminable. For S1 and S2, pTP(6,8,9),α=0.5 created an intermediate pitch or spectral
channel discriminable from those of both pTP(7,8,9),α=0.5 and TP(8,9,10),α=0.5. S4 could
not discriminate the pitch of pTP(6,8,9),α=0.5 from either that of pTP(7,8,9),α=0.5 or that
of TP(8,9,10),α=0.5. For the other subjects, the perceived pitch of pTP(6,8,9),α=0.5 was
discriminable from that of pTP(7,8,9),α=0.5, but not from that of pTP(8,9,10),α=0.5. Also,
pTP(7,8,10),α=0.5 created an intermediate pitch or spectral channel discriminable from
those of both pTP(6,7,8),α=0.5 and pTP(7,8,9),α=0.5 for S1 and S3L, but not for the other
subjects.
Fig. 5.5. Pitch-ranking results of pTP(7,8,10),α=0.5 vs. pTP(7,8,9),α=0.5
compared to the pitch-ranking results of pTP(6,8,9),α=0.5 vs.
pTP(7,8,9),α=0.5. The diagonal line indicates equal response percent-
ages.
Compared to the standard pTP(7,8,9),α=0.5, apically spanned pTP(6,8,9),α=0.5 elicited
a higher pitch, while basally spanned pTP(7,8,10),α=0.5 elicited a lower pitch. Using
pTP(7,8,9),α=0.5 as the common reference, the degree of pitch shift caused by apical or
basal spanning can be quantified and compared. Fig. 5.5 shows the percentage that
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pTP(7,8,10),α=0.5 was judged as lower in pitch than pTP(7,8,9),α=0.5, compared to the
percentage that pTP(6,8,9),α=0.5 was judged as higher in pitch than pTP(7,8,9),α=0.5. An
equal amount of pitch shift for apical and basal spanning is indicated by the diago-
nal line. All data points lie below the diagonal line, suggesting that pTP(6,8,9),α=0.5
elicited more salient pitch changes than pTP(7,8,10),α=0.5. A paired t-test showed that
the difference in the response percentages was significant between pTP(6,8,9),α=0.5 and
pTP(7,8,10),α=0.5 (t5 = 2.76, p = 0.04). Note that pitch ranking of standard pTP
stimuli was not better between pTP(7,8,9),α=0.5 and pTP8,9,10),α=0.5 [which surrounded
pTP(6,8,9),α=0.5 in pitch] than between pTP6,7,8),α=0.5 and pTP(7,8,9),α=0.5 [which sur-
rounded pTP(7,8,10),α=0.5 in pitch] (paired t-test: t5 = 1.40, p = 0.22). Although the
same amount of centroid shift in the opposite direction was predicted for apical or
basal spanning in the simplified model, pTP(7,8,10),α=0.5 may not be as effective as
pTP(6,8,9),α=0.5 in shifting the centroid of neural excitation in a real cochlea. Previous
CI studies (e.g., [73] [74] [48] [54]) have shown that current was prone to flow from the
apex to the base of a cochlea, possibly because the current pathway towards the base
has a lower impedance. For pTP(7,8,10),α=0.5, the favored current flow to the base may
make less reduction of basal current spread and a smaller apical shift of excitation
centroid.
5.3 Experiment 2: Asymmetric Electrode Spanning with Current Steer-
ing
This experiment tested whether combining asymmetric electrode spanning with
current steering can replace a standard pTP channel [e.g., pTP(7,8,9),α=0.5] when ei-
ther of its return electrodes (e.g., EL7 or EL9) is defective. Results of Experiment
1 showed that simply spanning the defective return electrode [e.g., pTP(6,8,9),α=0.5
or pTP(7,8,10),α=0.5] sometimes elicited a pitch discriminable from that of the miss-
ing standard pTP channel [e.g., pTP(7,8,9),α=0.5] but not from that of the neighboring
available standard pTP channel [e.g., pTP8,9,10),α=0.5 or pTP6,7,8),α=0.5]. To create a
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Fig. 5.6. Simulated neural excitation patterns for pTP(7,8,9),α=0.5 and
pTP(6,8,9) with α = 0.25, 0.5, and 0.75. See the caption of Fig. 5.2
for more details.
channel that can replace pTP(7,8,9),α=0.5, current steering may be applied to asym-
metrically spanned pTP stimuli so that the excitation centroid is shifted back onto
EL8 and the discriminability from the neighboring available standard pTP channels
is improved. The neural excitation patterns of pTP6,8,9 with different steering co-
efficient α were simulated using the computational model ( [30]) and shown in Fig.
5.6. In line with the results of current steering in standard pTP mode (Chapter 3),
the excitation centroids (circles) of pTP6,8,9 shifted towards the apex as α increased
or when more current was returned to the basal return electrode. The excitation
peaks (triangles) had much smaller apical shifts than the centroids did. Based on the
modeling results, an α between 0.5 (blue curve and circle) and 0.75 (black curve and
circle) for pTP6,8,9 was expected to shift the centroid back onto EL8 and thus elicit
a pitch similar to that of pTP(7,8,9),α=0.5 (red curve and circle). The model also pre-
dicted that for pTP7,8,10 (not shown in Fig. 5.6), an α between 0.25 and 0.5 may shift
the centroid back onto EL8 and thus elicit a pitch similar to that of pTP(7,8,9),α=0.5.
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Since a number of assumptions were simplified to make the model computationally
tractable, these model predictions had inherent uncertainties and were tested in the
following experiment.
5.3.1 Methods
Based on the modeling results, pTP6,8,9 and pTP7,8,10 with different steering co-
efficient α from 0.25 to 0.75 in steps of 0.125 were first matched in loudness and
then compared in pitch to pTP(7,8,9),α=0.5 at MCL, using methods similar to those in
Experiment 1. The same σmax for pTP(7,8,9),α=0.5 was used for pTP6,8,9 and pTP7,8,10
with different α. The other stimulation parameters were the same as those in Exper-
iment 1. In each trial of the pitch-ranking task, the standard pTP stimulus and a
randomly chosen target stimulus (i.e., an apically or basally spanned pTP stimulus
with a randomly chosen α) were presented in random order. Subjects were asked
to judge which stimulus was higher in pitch. The percentages that the targets were
chosen were recorded. Each target stimulus was tested ten times in a run. If the
results of two runs differed by more than 30% for any stimulus pair, an additional
run was tested.
5.3.2 Results
Fig. 5.7 shows the current level at MCL as a function of the steering coefficient
α for apically or basally spanned pTP stimuli (left and right panels, respectively).
One-way RM ANOVAs showed a significant effect of α on the MCL level for pTP6,8,9
(F4,20 = 4.79, p = 0.007) but not for pTP7,8,10 (F4,20 = 1.01, p = 0.43). Post-hoc
Bonferroni t-tests showed that the MCL level for pTP6,8,9 was only significantly higher
with α = 0.75 than with α = 0.25(p = 0.006). This differed from the loudness-balance
results with current steering in standard pTP mode. Chapter 3 found that the MCL
level for pTP7,8,9 was significantly higher with α = 0.5 than with α around 0 or 1,
presumably because the excitation pattern was more focused for pTP mode (α = 0.5)
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Fig. 5.7. Loudness-balanced most comfortable levels (in dB re 1µA)
as a function of the steering coefficient α for the apically spanned
pTP(6,8,9) (left panel) and basally spanned pTP(7,8,10) (right panel).
than for pBP mode (α = 0 or 1). It is not surprising that apical or basal spanning
in pTP mode may have changed the relative degree of current focusing and thus the
equal-loudness current requirements with different α.
Fig. 5.8 shows the pitch-ranking results between the standard stimulus pTP(7,8,9),α=0.5
and the target stimuli [i.e., pTP6,8,9 or pTP7,8,10 with different α]. The percentages
that the target stimuli were judged as higher in pitch than the standard pTP stimu-
lus are plotted as a function of α for pTP6,8,9 (left panel) and pTP7,8,10 (right panel).
For all subjects, the psychometric functions for pTP6,8,9 plateaued with α from 0.25
to 0.5 and decreased with α from 0.5 to 0.75. For all subjects except S5, the psy-
chometric functions for pTP7,8,10 monotonically decreased with α from 0.25 to 0.5
and leveled off with α from 0.5 to 0.75. One-way RM ANOVAs found a significant
effect of α on the response percentages for both pTP6,8,9 (F4,20 = 31.88, p < 0.001)
and pTP7,8,10 (F4,20 = 16.98, p < 0.001). These results suggest that asymmetrically
spanned pTP stimuli with increasing α elicited lower pitches. Different subjects were
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Fig. 5.8. Percentages that pTP(6,8,9),α=0.25,...,0.75 (left panel) and
pTP(7,8,10),α=0.25,...,0.75 (right panel) were judged as higher in pitch than
pTP(7,8,9),α=0.5. The interpolated α values with 50% responses (gray
lines) for pTP(6,8,9) and pTP(7,8,10) are shown for each subject.
not equally sensitive to current steering in spanned pTP modes. For example, S4 and
S5 performed the worst among subjects. Again, the σmax value was not significantly
correlated with the slope of psychometric function in each panel of Fig. 5.8.
All the psychometric functions in Fig. 5.8 were fitted with the sigmoid function in
Equation 5.1 to find the α values for pTP6,8,9 and pTP7,8,10 that may elicit a similar
pitch as pTP(7,8,9),α=0.5. The interpolated α values with 50% responses on the best-fit
sigmoid functions for pTP6,8,9 and pTP7,8,10 are shown for each subject in Fig. 5.8.
Due to pitch reversals, the functions of S4 and S5 for pTP7,8,10 were not successfully
fitted with the sigmoid function. Instead, the α value with 50% responses for S4 was
estimated by a linear interpolation between α = 0.25 and 0.375. The interpolated α
values with 50% responses for pTP6,8,9 ranged from 0.64 to 0.75 with a mean of 0.69
across subjects, while those for pTP7,8,10 ranged from 0.34 to 0.44 with a mean of
0.38. These α values were within the ranges estimated by the computational model.
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5.4 Experiment 3: Symmetric Electrode Spanning with Current Focusing
Fig. 5.9. Simulated neural excitation patterns for pTP(7,8,9),σ=0.75 and
pTP(6,8,10) with σ = 0.25, 0.5, and 0.75. The steering coefficient α is
fixed at 0.5 for all the simulations. See the caption of Fig. 5.2 for
more details.
Another approach to handling defective return electrodes [e.g., EL7 and/or EL9 for
pTP(7,8,9),α=0.5] was to symmetrically span both return electrodes [e.g., pTP(6,8,10),α=0.5].
The simulated excitation patterns in Fig. 5.9 showed that with the same compensa-
tion coefficient σ (0.75), pTP(6,8,10),α=0.5 had the same excitation centroids (circles)
and peaks (triangles) as pTP(7,8,9),α=0.5 (all on EL8). However, the excitation pattern
of pTP(6,8,10),α=0.5 (black curve) was broader around EL8 but more reduced around
EL6 and EL10 than that of pTP(7,8,9),α=0.5 (red curve). It is unclear whether and
how such changes in excitation pattern predicted by the simplified model may af-
fect pitch perception. Also, results of Experiment 1 suggest that apical and basal
spanning may not have perfectly symmetric effects on the excitation centroid. When
they both occur in symmetric electrode spanning, the pitch may change. To find a
symmetrically spanned pTP channel that is similar to pTP7,8,9 in pitch, we proposed
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to adjust the compensation coefficient σ while maintaining the steering coefficient α
at 0.5 for pTP6,8,10. This may vary the degree of focusing for pTP6,8,10 while keeping
the excitation centroid and peak on EL8 (e.g., blue curve for σ = 0.5 and green curve
for σ = 0.25 in Fig. 5.9). Previous studies [31] [75] [20] have shown that more focused
stimuli may have a purer, cleaner, or higher sound quality with a more salient pitch.
The following experiment thus tested pitch ranking between pTP6,8,10 with various σ
and pTP7,8,9 with its highest possible σmax (as determined in Experiment 1) to see
which σ for pTP6,8,10 may elicit a similar pitch as pTP7,8,9.
5.4.1 Methods
The steering coefficient α was fixed at 0.5 for all the stimuli in this experiment.
The highest compensation coefficient σmax that supported full loudness growth for the
symmetrically spanned pTP6,8,10 was determined using the binary search algorithm
(Chapter 3) and was found to be slightly higher than the σmax for the standard
pTP7,8,9 in all subjects. The tested σ for pTP6,8,10 ranged from 0 to the subject-
and mode-specific σmax. The standard pTP7,8,9 used its own σmax as determined
in Experiment 1. The symmetrically spanned pTP6,8,10 with different σ were first
matched in loudness and then compared in pitch to the standard pTP7,8,9 at MCL,
using methods similar to those in the previous experiments.
5.4.2 Results
The loudness-balanced MCL levels for pTP6,8,10 are plotted as a function of σ for
each subject in Fig. 5.10. A linear mixed model was used to fit the MCL levels in dB
with subject as the random factor and σ as the fixed factor. There was a significant
effect of σ (t49 = 35.14, p < 0.01) and the coefficient for σ was 14.41. Monotonically
increasing equal-loudness contours across σ have also been found for standard pTP
mode [31] [20]. A higher σ in standard or symmetrically spanned pTP mode may
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Fig. 5.10. Loudness-balanced most comfortable levels (in dB re 1µA)
as a function of the compensation coefficient σ for the symmetrically
spanned pTP(6,8,10).
narrow the spread of excitation and thus require more current to maintain equal
loudness.
Fig. 5.11 shows the percentages that pTP6,8,10 with various σ were judged as
higher in pitch than pTP7,8,9 with its own σmax. For all subjects except S4, the
response percentages generally increased from ≤ 50% to ∼ 100% when the σ for
pTP6,8,10 increased from 0 (i.e., MP mode; the left most data point of each plot) to
the subject- and mode-specific σmax (i.e., the right most data point of each plot). A
linear mixed model was used to fit the percentages with subject as the random factor
and σ as the fixed factor. There was a significant effect of σ (t49 = 9.68, p < 0.01)
and the coefficient for σ was 99.64. This suggests that most subjects perceived higher
pitches with increasing σ for pTP6,8,10. Consistent with the results of Litvak [31] and
Landsberger [20], MP mode (i.e., σ = 0; the left most data point of each plot) was
generally lower in pitch than standard pTP7,8,9 with its own σmax.
The psychometric functions in Fig. 5.11 were fitted with the sigmoid function
in Equation 5.1 to find the interpolated σ values with 50% responses for pTP6,8,10,
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Fig. 5.11. Percentages that pTP(6,8,10) with various σ were judged as
higher in pitch than pTP(7,8,9) with its own σmax. The pitch-ranking
results of pTP(7,8,9) vs. pTP(6,8,10) with the same σ [i.e., the σmax for
pTP(7,8,9)] are enclosed by black borders and were mostly higher than
the 50% chance level (gray line). The interpolated σ values with 50%
responses for pTP(6,8,10) are shown for each subject.
which may elicit a pitch similar to that of pTP7,8,9. The fitting was successful for all
subjects except S4, who may have damaged auditory nerve fibers from NF2 tumor
removal [76]. The data point of pTP6,8,10 with σ = 0 was removed for S5 to have more
accurate function fitting. The interpolated σ values with 50% responses for pTP6,8,10
were always smaller than the σmax for pTP7,8,9 and ranged from 0.17 to 0.68 across
subjects.
5.5 Discussion
5.5.1 Asymmetric Electrode Spanning
The relative pitches of asymmetrically spanned pTP stimuli [i.e., pTP(6,8,9),α=0.5
and pTP(7,8,10),α=0.5] were in good agreement with the shifted centroids of their sim-
ulated excitation patterns in the computational model. These results, together with
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those of pTP-mode current steering (Chapter 3, 4), suggest that place-pitch percep-
tion with CIs is more likely determined by the centroid than by the peak of excita-
tion. This point has also been made by examining the pitch perception results [24]
and forward-masking patterns [54] of phantom electrode stimuli. In pTP mode with
asymmetric electrode spanning, the electric fields of non-adjacent return and main
electrodes may still be fused together to elicit a single pitch percept, as predicted by
the computational model. In fact, no subject reported hearing multiple pitches with
either the apically or basally spanned pTP stimulus. Asymmetric electrode spanning
was predicted to reduce the spread of excitation in regions further away from the main
electrode on the side of electrode spanning. Such predicted changes in excitation pat-
terns can explain the perceived pitch shifts in the pitch-ranking tests, but should be
verified in the future using measures such as psychophysical forward-masking pat-
terns.
The pitch shifts of basal electrode spanning in pTP mode were largely in the
same direction as those in pBP mode [24], although the latter were more variable
across subjects and electrodes (i.e., pitch decreased or was the same in only 12 out
of 20 cases). The smaller number of subjects and electrodes tested in this study may
partially explain why the effects of pTP-mode electrode spanning were more consistent
across cases. Also, the return current within the cochlea was divided into halves and
sent to two (instead of one) electrodes in pTP mode, which may have reduced the
perceptual salience of side lobes around return electrodes (a possible cause of pitch
reversals in pBP mode [24]). Another possibility is that pTP mode had two side
lobes, which may have more evenly balanced the shift of excitation centroid caused
by basal electrode spanning. It is not possible to directly compare the degree of pitch
shifts caused by basal electrode spanning in pTP or pBP mode, due to the differences
in study design.
Subjects showed variable sensitivity to the pitch changes caused by apically or
basally spanned pTP stimuli, maybe due to different neural survival and electrode-
neuron distances. For example, S4 may have the poorest neural survival among
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subjects because of her NF2 tumor removal. S4 did have the shallowest psychometric
functions in Fig. 5.4, suggesting that she was the least sensitive to the pitch changes
caused by either apical or basal spanning. Neither the age at testing nor duration of
CI use seemed to affect the pitch-ranking results of asymmetric electrode spanning.
For example, the oldest S1 and the youngest S2 performed similarly. Also, S3 had
similar performance in both ears, even though her right ear was implanted five years
later than her left ear. The inter-subject variability in pitch sensitivity to asymmetric
electrode spanning was also not due to the used σmax values, as indicated by the lack
of correlation between the σmax value and slope of psychometric function in each panel
of Fig. 5.4.
It is possible that subjects with better pitch discrimination of main electrodes in
standard pTP mode would be more sensitive to the pitch changes caused by asym-
metric electrode spanning in pTP mode, because both measures may be commonly
affected by factors such as subjects neural survival. For example, the best perform-
ers S1 and S2 in standard pTP-mode electrode discrimination also had the steepest
psychometric functions for apical spanning pitch discrimination (top panel of Fig.
5.4). On the other hand, the poorest performers S4 and S5 in standard pTP-mode
electrode discrimination had the shallowest functions for basal spanning pitch dis-
crimination (bottom panel of Fig. 5.4). However, across subjects, there was no
correlation between the electrode discrimination ability and function slope in each
panel of Fig. 5.4. In another analysis using pTP(7,8,9),α=0.5 as the reference stimulus,
the overall sensitivity to both apical and basal spanning was quantified by adding the
perceptual distance (i.e., d’ value) between pTP(6,8,9),α=0.5 and pTP(7,8,9),α=0.5 to that
between pTP(7,8,9),α=0.5 and pTP(7,8,10),α=0.5 in Fig. 5.4. Because the pitches of the two
asymmetrically spanned pTP stimuli were generally between those of the standard
pTP stimuli on main electrodes EL7 and EL9, the relevant electrode discrimina-
tion ability was quantified as the cumulative d’ from pTP(6,7,8),α=0.5 to pTP(7,8,9),α=0.5
and then to pTP(8,9,10),α=0.5 in Fig. 5.3. Again, there was no significant correlation
(r = −0.28, p = 0.59) between the electrode discrimination ability and sensitivity
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to spanning. The excitation pattern seemed to have major changes only around the
non-adjacent return electrode in asymmetric spanning (Fig. 5.2), while the whole pat-
tern shifted from one electrode to the next in electrode discrimination. The two tasks
may thus require different degree of place-pitch sensitivity and involve responses from
different neuron populations. Consequently, a CI users electrode discrimination abil-
ity in standard pTP mode cannot predict his/her sensitivity to pTP-mode electrode
spanning.
5.5.2 Asymmetric Electrode Spanning with Current Steering
Pitch lowering with increasing steering coefficient α has also been found between
pairs of standard pTP stimuli with an α interval of 0.1 (Chapter 3). However, the
degree of pitch changes with α cannot be compared between spanned and standard
pTP modes, due to the different designs of pitch-ranking tests in the two studies.
Nevertheless, current steering seemed to have a similar effect on pitch perception
(at least in terms of the direction of pitch changes) in both spanned and standard
pTP modes. Although one of the return electrodes was not adjacent to the main
electrode in asymmetrically spanned pTP modes, varying the distributions of return
current was still able to shift the excitation centroid and change the perceived pitch,
as suggested by the modeling results. In clinical fittings, the exact pitch-matched α
values for pTP(6,8,9) and pTP(7,8,10) cannot be determined when the target channel
pTP(7,8,9),α=0.5 does not have a well-defined pitch percept and is not testable due to
the defective return electrode. Based on the results of Experiment 2, clinicians may
simply use pTP(6,8,9) with α around 0.69 to replace pTP(7,8,9),α=0.5 if EL7 is defective
and check whether the channel used for replacement is well discriminable from the
next available channel pTP(8,9,10),α=0.5. If EL9 is defective, pTP(7,8,10) with α around
0.38 may be used to replace pTP(7,8,9),α=0.5 as long as the channel used for replacement
is well discriminable from the previous available channel pTP(6,7,8),α=0.5.
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5.5.3 Symmetric Electrode Spanning with Current Focusing
Litvak [31] reported that some CI users perceived symmetrically spanned pTP
stimuli [e.g., pTP(4,8,12) with various compensation coefficient σ] as higher in pitch
than MP stimuli. In a test of the sound quality with current focusing, Landsberger [20]
found that for CI users who showed narrower forward-masking patterns from MP to
standard pTP stimuli, a higher σ usually produced a purer, cleaner, or higher sound.
Compared to MP stimuli, focused pTP stimuli may also enhance pitch strength [75].
Based on these results, the higher degree of current focusing with increasing σ for
pTP(6,8,10) may have produced a purer, cleaner, or higher sound with a more salient
pitch, which may be confounded with a pitch increase. On the other hand, although
the model predicted the excitation centroid of pTP(6,8,10) to be on EL8 (Fig. 5.9), the
actual current spread and neural excitation may be stronger on the basal side than
on the apical side, due to the lower basal impedance. This would also lead to higher
pitch percepts with increasing σ for pTP(6,8,10).
When pTP(6,8,10) and pTP7,8,9 had the same σ value [i.e., the σmax for pTP(7,8,9)
as indicated by the symbols with black borders in Fig. 5.11], pTP(6,8,10) was higher
in pitch than pTP(7,8,9) for all subjects except S4. Based on the modeling results
(Fig. 5.9), the spread of excitation for pTP(6,8,10) may be broader around EL8 but
more reduced around EL6 and EL10, compared to that of pTP(7,8,9) with the same
σ. It is possible that the reduction of neural activity around EL6 and EL10 for
pTP(6,8,10) may have been more notable than the increase of neural activity around
EL8, leading to an overall more focused excitation pattern and thus a higher-pitched
sound. Another possibility is that when both return electrodes were spanned in
pTP(6,8,10), apical spanning may have been more effective than basal spanning in
shifting the neural excitation centroid (Fig. 5.5, Experiment 1). The excitation
centroid of pTP(6,8,10) may thus have an overall basal shift caused by the more effective
apical spanning and elicit a pitch higher than that of pTP(7,8,9) with the same σ.
These two possible explanations call for direct measurements of the neural excitation
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patterns for pTP(7,8,9) and pTP(6,8,10) with the same σ. Preliminary data from Padilla
[77] suggest that with the same σ (0.75), pTP(7,8,9) may have a narrower excitation
pattern than pTP(6,8,10).
In clinical fittings, the exact pitch-matched σ values for pTP(6,8,10) again cannot
be determined when the target channel pTP(7,8,9) does not have a well-defined pitch
percept and is not testable due to the defective return electrode. Based on the data of
Experiment 3, the missing target channel may be replaced by a symmetrically spanned
pTP channel with a smaller σ value as long as the channel used for replacement is
well discriminable from the neighboring available standard pTP channels.
5.6 Conclusions
This study investigated pitch perception of standard, asymmetrically spanned, and
symmetrically spanned pTP stimuli on the same main electrode EL8 in five female
CI users and in a computational model. The following conclusions can be made:
1. Compared to standard pTP(7,8,9),α=0.5, apically spanned pTP(6,8,9),α=0.5 gener-
ally elicited a higher pitch between those of pTP(7,8,9),α=0.5 and pTP(8,9,10),α=0.5,
while basally spanned pTP(7,8,10),α=0.5 elicited a lower pitch between those of
pTP(6,7,8),α=0.5 and pTP(7,8,9),α=0.5. The pitch increase caused by apical span-
ning was more salient than the pitch decrease caused by basal spanning.
2. Current steering in apically or basally spanned pTP mode had a similar effect
on pitch perception as that in standard pTP mode. Pitch decreased when the
steering coefficient α (i.e., the ratio of current returned to the basal electrode)
increased. Apically spanned pTP(6,8,9) with α around 0.69 or basally spanned
pTP(7,8,10) with α around 0.38 may elicit a similar pitch as pTP(7,8,9),α=0.5 and
can be used to replace the standard pTP channel when either of its return
electrodes is defective.
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3. For symmetrically spanned pTP(6,8,10),α=0.5, higher pitches were perceived as
the compensation coefficient σ (i.e., the ratio of current returned to the two
intra-cochlear electrodes) increased, possibly due to the narrower excitation pat-
terns. With the same σ, pTP(6,8,10),α=0.5 was higher in pitch than pTP(7,8,9),α=0.5.
A smaller σ was thus required for pTP(6,8,10),α=0.5 to elicit a similar pitch as
pTP(7,8,9),α=0.5 or to replace the standard pTP channel when either of its return
electrodes is defective.
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6. EXCITATION PATTERNS OF STANDARD AND
SPANNED PARTIAL TRIPOLAR COCHLEAR IMPLANT
STIMULATION
6.1 Introduction
In Chapter 5, symmetrically spanned pTP(6,8,10) was higher in pitch than the stan-
dard pTP(7,8,9) when the same σ was used, even though modeling results showed both
had the same excitation centroid located on EL8. One hypothesis was that the exci-
tation pattern generated by pTP(6,8,10) was more restricted and may have produced a
cleaner or higher sound [20]. Alternatively, since the pitch increase caused by apical
spanning was more salient than the pitch decrease caused by basal spanning (Chap-
ter 5), applying apical and basal spanning simultaneously as in pTP(6,8,10) may have
generated an overall higher pitch. Therefore, this chapter tested both hypotheses by
investigating whether pTP(6,8,10) generated a more focused excitation pattern than
pTP(7,8,9), or whether the centroid of excitation was more basal for pTP(6,8,10) than
for pTP(7,8,9). The excitation pattern of each stimulation mode was measured at the
physical (i.e., intra-cochlear electrical potential distribution), neural (i.e., spatial pro-
file of evoked compound action potential), and perceptual levels (i.e., psychophysical
forward masking pattern) with EFI, ECAP, and PFM method, respectively.
6.2 Method
Subject demographic details can be found in Table 4.1. The stimuli and proce-
dure used to measure EFI, ECAP, and PFM patterns are also described in detail in
Chapter 4.
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For each excitation pattern, the excitation peak, centroid, and width between
standard and symmetrically spanned pTP stimuli were analyzed by separate paired
t-tests or Wilcoxon signed rank test when normality test fails. To investigate how the
excitation patterns of both pTP stimuli varied at the physical, neural, and perceptual
levels, the pattern features (peak, centroid, and width) were analyzed by separate
two-way RM ANOVAs with the stimulation mode and measurement level as the two
factors, followed by the Holm-Sidak post-hoc t-tests.
6.3 Results
6.3.1 EFI Patterns
Fig. 6.1 shows the normalized potential distribution as a function of recording
electrode for standard [i.e., pTP(7,8,9); black circle] and symmetrically spanned [i.e.,
pTP(6,8,10); green diamond] pTP stimulation for each subject. Compared to the orig-
inal un-normalized electrical potentials for pTP(7,8,9) stimulation, the original poten-
tials for pTP(6,8,10) stimulation were larger on EL8 (by 0–10 mV) but smaller from
EL1–6 and EL10–16 (by 0–10 mV), especially for subjects using larger σ (S2, S3L,
and S3R). This relative change in the potential distribution was preserved in the
normalized EFI patterns. The EFI patterns of the MP and standard pTP stimuli
had a single sharp peak on EL8. The centroid of the EFI pattern (as indicated by
the circles near the x-axis) was also around EL8 and not significantly different for
both pTP stimuli (Wilcoxon signed rank test: Z = −0.41, p = 0.81). Although the
EFI pattern of pTP(6,8,10) was smaller beyond the activated electrodes than that of
pTP(7,8,9), the width at 75% peak amplitude of the EFI pattern was not significantly
different between pTP(7,8,9) and pTP(6,8,10) stimulation (Wilcoxon signed rank test:
Z = 0.41, p = 0.81).
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Fig. 6.1. The normalized EFI patterns as a function of recording elec-
trode for for standard [i.e., pTP(7,8,9); black circle] and symmetrically
spanned [i.e., pTP(6,8,10); green diamond] pTP stimulation.
6.3.2 ECAP Patterns
Fig. 6.2 shows the normalized ECAP amplitude as a function of masker electrode
for standard [i.e., pTP(7,8,9); black circle] and symmetrically spanned [i.e., pTP(6,8,10);
green diamond] pTP stimulation for each subject. There was no clear pattern as
to whether pTP(6,8,10) or pTP(7,8,9) generated an overall larger original unnormalized
ECAP amplitude. The normalized ECAP pattern for either pTP stimulus was gen-
erally irregular and exhibiting multiple peaks. Only subject S3L clearly showed a
shift in the peak of ECAP pattern for pTP(7,8,9) (EL8) and pTP(6,8,10) (EL9). There
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Fig. 6.2. The normalized ECAP patterns as a function of masker elec-
trode for for standard [i.e., pTP(7,8,9); black circle] and symmetrically
spanned [i.e., pTP(6,8,10); green diamond] pTP stimulation.
seemed to be a trend that, as symmetric spanning was applied, the normalized ECAP
amplitudes slightly decreased on the apical side of EL8 but remained similar on
the basal side of EL8. However, paired t-tests did not reveal significant difference
in peak of ECAP pattern (t4 = 0.20, p = 0.85), nor in centroid of ECAP pattern
(t4 = −1.48, p = 0.21) for pTP(7,8,9) and pTP(6,8,10) stimulation. Although the width
of ECAP pattern was smaller for pTP(6,8,10) than for pTP(7,8,9) across subjects, the
difference in width just was only approaching significance level (Wilcoxon signed rank
test: Z = −2.02, p = 0.06).
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Fig. 6.3. The normalized threshold shift of pTP probe (calculated as
the dB difference between the masked and unmasked probe thresh-
olds) with the forward masker pTP(7,8,9) (black circles) or pTP(6,8,10)
(green diamonds) as a function of probe electrode
6.3.3 PFM Patterns
Fig. 6.3 shows the normalized threshold shift of pTP probe (calculated as the
dB difference between the masked and unmasked probe thresholds) with the forward
masker pTP(7,8,9) (black circles) or pTP(6,8,10) (green diamonds) as a function of probe
electrode for each subject. The normalized PFM patterns of both pTP stimuli gener-
ally exhibited a single peak at the main electrode EL8 and decreased monotonically
towards the apex and base when the probe moved away from the masker. No signifi-
cant difference was found in the peak of ECAP pattern (Wilcoxon signed rank test:
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Z = −1.00, p = 1.00), nor in centroid of ECAP pattern (t4 = −0.67, p = 0.54) for
pTP(7,8,9) and pTP(6,8,10) stimulation. It can be observed that across subject, PFM
pattern of pTP(6,8,10) was consistently sharper and narrower than that of pTP(7,8,9).
Paired t-test indeed shows the width of PFM pattern was significantly narrower
(t4 = 3.674, p = 0.02) for pTP(6,8,10) (2.40 EL) than for pTP(7,8,9) (3.28 EL).
6.3.4 Comparisons across measurement levels
Fig. 6.4. The (a)peak, (b)centroid, and (c)width of excitation mea-
sured by EFI, ECAP, or PFM method as functions of pTP stimulation
modes
The peak, centroid, and width of excitation measured by EFI, ECAP, or PFM
method are shown as functions of pTP stimulation modes in Fig. 6.4. The excita-
tion peak and centroid are expressed in the location of electrode contact, while the
width of excitation is expressed in the unit of electrode spacing. Excitation pat-
terns measured by EFI, ECAP, and PFM method shows similar peak and centroid
location for pTP(7,8,9) and pTP(6,8,10) in Fig. 6.4ab. A two-way RM ANOVA on the
location of excitation peak did not show any significant effect of stimulation mode
(F1,8 = 0.17, p = 0.70), measurement level (F2,8 = 2.98, p = 0.11), and their interac-
tion (F2,8 = 0.04, p = 0.97). Similarly, no significant effect was found for stimulation
mode (F1,8 = 1.01, p = 0.37), measurement level (F2,8 = 2.43, p = 0.15), nor their
interaction (F2,8 = 2.02, p = 0.20) on the centroid of excitation.
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The width of excitation was smaller for pTP(6,8,10) than pTP(7,8,9) across mea-
surement levels in Fig. 6.4. A two-way RM ANOVA on the width of excitation
showed significant effects of stimulation mode (F1,8 = 9.90, p = 0.04) and measure-
ment level(F2,8 = 6.80, p = 0.02), but not their interaction (F2,8 = 2.08, p = 0.19).
Pair-wise comparison using Holm-Sidak method showed width was not significantly
different between ECAP and PFM patterns (p = 0.08) or between PFM and EFI
patterns (p=0.29), but ECAP patterns were significantly wider than EFI patterns
(p = 0.02). This is most likely due to the smaller σ (i.e., less focused stimulation)
used in ECAP method. On average, symmetrically spanned pTP(6,8,10) can narrow
the excitation pattern by 0.76 electrode spacing as compare to standard pTP(7,8,9).
6.4 Conclusion
This study investigated the excitation pattern changes with standard and symmet-
rically spanned pTP stimuli at the physical (measured with EFI), neural (measured
with ECAP), and perceptual levels (measured with PFM). Across all measurement
levels, applying symmetrical spanning to pTP stimulation narrowed the width of ex-
citation but did not change the excitation peak or centroid. The results suggest that
it was the narrowing of excitation pattern, rather than a shift of the excitation, that
caused an increase in pitch for symmetric spanning in pTP mode.
105
7. SUMMARY AND FUTURE WORK
The large spread of excitation is a major cause of poor spectral resolution for CI users.
The standard pTP stimulation has been shown to reduce current spread and improve
spatial selectivity, by returning an equally distributed fraction (0.5× σ) of current to
two flanking electrodes and the rest to an extra-cochlear ground. Processing strategy
in pTP mode showed improved speech recognition in noise relative to the matched
MP strategy, but not for the clinical MP strategy [2]. Therefore, it is worthwhile
to further explore the potential benefit of pTP stimulation, which may consequently
lead to improved coding of spectral fine structures for future processing strategies. In
this study, pTP mode was combined with current steering (i.e., steered pTP mode)
in order to create additional spectral channels, or combined with electrode spanning
(i.e., spanned pTP mode) in order to provide focused stimulation even with defective
electrodes. The loudness, pitch, and spread of excitation patterns were investigated
with steered and spanned pTP mode and results are summarized below.
7.1 Current Steering with pTP Stimulation
Chapter 3 tested the efficacy of incorporating current steering into pTP mode to
add spectral channels. Different proportions of current [α× σ and (1− α)× σ] were
returned to the basal and apical flanking electrodes respectively to shape the electric
field. Loudness and pitch perception with α from 0 to 1 in steps of 0.1 was simulated
with a computational model of CI stimulation and tested on the apical, middle,
and basal electrodes of six CI subjects. The highest σ allowing for full loudness
growth within the implant compliance limit was chosen for each main electrode. Pitch
ranking was measured between pairs of loudness-balanced steered pTP stimuli with
an α interval of 0.1 at the most comfortable level. Results demonstrated that steered
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pTP stimuli with α around 0.5 required more current to achieve equal loudness than
those with α around 0 or 1. Subjects usually perceived decreasing pitches as α
increased from 0 to 1, somewhat consistent with the apical shift of the center of
gravity of excitation pattern in the model. Pitch discrimination was not better with
α around 0.5 than with α around 0 or 1, except for some subjects and electrodes.
For three subjects with better pitch discrimination, about half of the pitch ranges
of two adjacent main electrodes overlapped with each other in steered pTP mode.
In other words, the lowest pitch on main EL8 (i.e., pTPEL8,α=1) was comparable to
the elicited pitch of standard pTP stimulation on EL7 (i.e., pTPEL7,α=0.5), while the
highest pitch on main EL7 (i.e., pTPEL7,α=0) was comparable to the pitch of standard
pTP stimulation on EL8 (i.e., pTPEL8,α=0.5).
To further study the mechanism behind the pitch change elicited by steered
pTP mode, the excitation pattern of the highest (i.e., pTPEL8,α=0), intermediate(i.e.,
pTPEL8,α=0.5), and lowest (i.e., pTPEL8,α=1) pitched stimulus was measured at the
physical (i.e., intra-cochlear electrical potential distribution; EFI pattern), neural
(i.e., spatial profile of evoked compound action potential; ECAP pattern), and per-
ceptual levels (i.e., psychophysical forward masking pattern; PFM pattern). Spatial
interaction, characterized by the width of excitation, was largest at neural level and
least at the physical level, most likely because less focused steered pTP stimuli were
used in ECAP pattern measurement due to its method limitation. Within measure-
ments at the same level, the width of excitation did not vary significantly for steered
pTP stimulus with different α. As α increased (i.e., pitch decreased), the centroid
of excitation pattern was shifted apically at physical and perceptual levels, and the
peak of excitation pattern was also shifted apically but only at the perceptual level.
It is likely the information regarding the centroid of excitation was preserved across
auditory pathway and had a positive effect on determining the peak of excitation
pattern in the higher processing level. These results suggest the pitch elicited by
steered pTP stimulation may be related to the centroid of excitation patterns.
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7.2 Electrode Spanning with pTP Stimulation
In chapter 5, the perceptual effects of electrode spanning (i.e., the use of nonadja-
cent return electrodes) in pTP mode were tested on a main electrode EL8 in five CI
users. The motivation was that standard pTP mode on EL8 [i.e., pTP(7,8,9),α=0.5] was
not possible when EL7 or EL9 was defective, and spanning the defective electrode
[i.e., pTP(6,8,9),α=0.5 or pTP(7,8,10),α=0.5] may be an alternative way to provide focused
stimulation. Experiment 1 tested whether asymmetric spanning with α=0.5 created
channels that were distinguishable from the nearby standard pTP stimuli. It was
found that in general, apical spanning [i.e., pTP(6,8,9),α=0.5; returning current to EL6
rather than EL7] elicited a pitch between those of standard pTP stimuli on main
electrodes EL8and EL9, while basal spanning [i.e., pTP(7,8,10),α=0.5; returning current
to EL10 rather than EL9] elicited a pitch between those of standard pTP stimuli on
main electrodes EL7 and EL8. The pitch increase caused by apical spanning was more
salient than the pitch decrease caused by basal spanning. To replace the standard
pTP channel on the main electrode EL8 when EL7 or EL9 is defective, experiment 2
tested asymmetrically spanned pTP stimuli with various α, and experiment 3 tested
symmetrically spanned pTP stimuli with various σ. The results showed that pitch
increased with decreasing α in asymmetric spanning, or with increasing σ in symmet-
ric spanning. Apical spanning with α around 0.69 and basal spanning with α around
0.38 may both elicit a similar pitch as the standard pTP stimulus. With the same
σ, the symmetrically spanned pTP stimulus was higher in pitch than the standard
pTP stimulus. A smaller σ was thus required for symmetric spanning to match the
pitch of the standard pTP stimulus. Further studies on the excitation patterns sug-
gest symmetrically spanned pTP mode can narrow the excitation pattern at physical,
neural, and perceptual levels. These results suggest electrode spanning is useful for
adding spectral channels and handling defective electrodes with CIs.
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7.3 Future Work
The benefits of current focusing and steering to speech and music perception will
be evaluated in CI users. The proposed experimental pTP mode will be programmed
to a research processor with the Bionic Ear Programming System (BEPS+). Subjects
will be fitted with several experimental mode (i.e., MP, MP-mode steering, pTP, and
steered pTP mode) and perform tests in sentence recognition in noise, pitch con-
tour identification, basic frequency discrimination, etc. Experimental programs (e.g.,
MP, pTP, steered pTP mode) will be created by Bionic Ear Programming System
(BEPS+) and written onto a research processor. For each subject, the experimental
programs will be matched in the number of main electrodes, filter banks (input fre-
quency range: 306-8054 Hz), stimulation rate (140 µs/phase), and loudness. Then,
the programs will be tested in random order for pitch ranking with harmonic complex
tones [78], spectral ripple discrimination [79], vocal emotion recognition [80], melodic
contour identification [81], hearing in noise test (HINT; [82]). It is also interesting to
see whether speech perception benefits with pTP-mode current steering may be pre-
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[48] Q. Tang, R. Beńıtez, and F.-G. Zeng, “Spatial channel interactions in cochlear
implants,” Journal of neural engineering, vol. 8, no. 4, p. 046029, 2011.
[49] C. K. Berenstein, F. J. Vanpoucke, J. J. Mulder, and L. H. Mens, “Electrical field
imaging as a means to predict the loudness of monopolar and tripolar stimuli in
cochlear implant patients,” Hearing research, vol. 270, no. 1, pp. 28–38, 2010.
[50] J. A. Undurraga, R. P. Carlyon, O. Macherey, J. Wouters, and A. Van Wieringen,
“Spread of excitation varies for different electrical pulse shapes and stimulation
modes in cochlear implants,” Hearing research, vol. 290, no. 1, pp. 21–36, 2012.
[51] Z. Zhu, Q. Tang, F.-G. Zeng, T. Guan, and D. Ye, “Cochlear-implant spatial
selectivity with monopolar, bipolar and tripolar stimulation,” Hearing research,
vol. 283, no. 1, pp. 45–58, 2012.
113
[52] L. T. Cohen, P. Busby, and G. M. Clark, “Cochlear implant place psychophysics,”
Audiology and Neurotology, vol. 1, no. 5, pp. 278–292, 1996.
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